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public, about an individual’s certification 
status. 

III. REQUIREMENTS FOR WRITTEN 
EXAMINATIONS 

All examinations must be: 
1. Designed to test an individual’s knowl-

edge and understanding of the topics listed 
in § 34.43(g) or equivalent Agreement State 
requirements; 

2. Written in a multiple-choice format; 
3. Have test items drawn from a question 

bank containing psychometrically valid 
questions based on the material in § 34.43(g).

PART 35—MEDICAL USE OF 
BYPRODUCT MATERIAL

Subpart A— General Information

Sec.
35.1 Purpose and scope. 
35.2 Definitions. 
35.5 Maintenance of records. 
35.6 Provisions for the protection of human 

research subjects. 
35.7 FDA, other Federal, and State require-

ments. 
35.8 Information collection requirements: 

OMB approval. 
35.10 Implementation. 
35.11 License required. 
35.12 Application for license, amendment, or 

renewal. 
35.13 License amendments. 
35.14 Notifications. 
35.15 Exemptions regarding Type A specific 

licenses of broad scope. 
35.18 License issuance. 
35.19 Specific exemptions.

Subpart B—General Administrative 
Requirements

35.24 Authority and responsibilities for the 
radiation protection program. 

35.26 Radiation protection program 
changes. 

35.27 Supervision. 
35.40 Written directives. 
35.41 Procedures for administrations requir-

ing a written directive. 
35.49 Suppliers for sealed sources or devices 

for medical use. 
35.50 Training for Radiation Safety Officer. 
35.51 Training for an authorized medical 

physicist. 
35.55 Training for an authorized nuclear 

pharmacist. 
35.57 Training for experienced Radiation 

Safety Officer, teletherapy or medical 
physicist, authorized user, and nuclear 
pharmacist. 

35.59 Recentness of training.

Subpart C—General Technical 
Requirements

35.60 Possession, use, and calibration of in-
struments used to measure the activity 
of unsealed byproduct material. 

35.61 Calibration of survey instruments. 
35.63 Determination of dosages of unsealed 

byproduct material for medical use. 
35.65 Authorization for calibration, trans-

mission, and reference sources. 
35.67 Requirements for possession of sealed 

sources and brachytherapy sources. 
35.69 Labeling of vials and syringes. 
35.70 Surveys of ambient radiation exposure 

rate. 
35.75 Release of individuals containing un-

sealed byproduct material or implants 
containing byproduct material. 

35.80 Provision of mobile medical service. 
35.92 Decay-in-storage.

Subpart D—Unsealed Byproduct Material—
Written Directive Not Required

35.100 Use of unsealed byproduct material 
for uptake, dilution, and excretion stud-
ies for which a written directive is not 
required. 

35.190 Training for uptake, dilution, and ex-
cretion studies. 

35.200 Use of unsealed byproduct material 
for imaging and localization studies for 
which a written directive is not required. 

35.204 Permissible molybdenum-99 con-
centration. 

35.290 Training for imaging and localization 
studies.

Subpart E—Unsealed Byproduct Material—
Written Directive Required

35.300 Use of unsealed byproduct material 
for which a written directive is required. 

35.310 Safety instruction. 
35.315 Safety precautions. 
35.390 Training for use of unsealed byprod-

uct material for which a written direc-
tive is required. 

35.392 Training for the oral administration 
of sodium iodide I–131 requiring a written 
directive in quantities less than or equal 
to 1.22 Gigabecquerels (33 millicuries). 

35.394 Training for the oral administration 
of sodium iodide I–131 requiring a written 
directive in quantities greater than 1.22 
Gigabecquerels (33 millicuries).

Subpart F—Manual Brachytherapy

35.400 Use of sources for manual 
brachytherapy. 

35.404 Surveys after source implant and re-
moval. 

35.406 Brachytherapy sources account-
ability. 

35.410 Safety instruction. 
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35.415 Safety precautions. 
35.432 Calibration measurements of 

brachytherapy sources. 
35.433 Decay of strontium-90 sources for 

ophthalmic treatments. 
35.457 Therapy-related computer systems. 
35.490 Training for use of manual 

brachytherapy sources. 
35.491 Training for ophthalmic use of stron-

tium-90.

Subpart G—Sealed Sources for Diagnosis

35.500 Use of sealed sources for diagnosis. 
35.590 Training for use of sealed sources for 

diagnosis.

Subpart H—Photon Emitting Remote 
Afterloader Units, Teletherapy Units, 
and Gamma Stereotactic 
Radiosurgery Units

35.600 Use of a sealed source in a remote 
afterloader unit, teletherapy unit, or 
gamma stereotactic radiosurgery unit. 

35.604 Surveys of patients and human re-
search subjects treated with a remote 
afterloader unit. 

35.605 Installation, maintenance, adjust-
ment, and repair. 

35.610 Safety procedures and instructions 
for remote afterloader units, teletherapy 
units, and gamma stereotactic 
radiosurgery units. 

35.615 Safety precautions for remote 
afterloader units, teletherapy units, and 
gamma stereotactic radiosurgery units. 

35.630 Dosimetry equipment. 
35.632 Full calibration measurements on 

teletherapy units. 
35.633 Full calibration measurements on re-

mote afterloader units. 
35.635 Full calibration measurements on 

gamma stereotactic radiosurgery units. 
35.642 Periodic spot-checks for teletherapy 

units. 
35.643 Periodic spot-checks for remote 

afterloader units. 
35.645 Periodic spot-checks for gamma 

stereotactic radiosurgery units. 
35.647 Additional technical requirements for 

mobile remote afterloader units. 
35.652 Radiation surveys. 
35.655 Five-year inspection for teletherapy 

and gamma stereotactic radiosurgery 
units. 

35.657 Therapy-related computer systems. 
35.690 Training for use of remote afterloader 

units, teletherapy units, and gamma 
stereotactic radiosurgery units.

Subpart I [Reserved]

Subpart J—Training and Experience 
Requirements

35.900 Radiation Safety Officer. 

35.910 Training for uptake, dilution, and ex-
cretion studies. 

35.920 Training for imaging and localization 
studies. 

35.930 Training for therapeutic use of un-
sealed byproduct material. 

35.932 Training for treatment of hyper-
thyroidism. 

35.934 Training for treatment of thyroid 
carcinoma. 

35.940 Training for use of brachytherapy 
sources. 

35.941 Training for ophthalmic use of stron-
tium-90. 

35.950 Training for use of sealed sources for 
diagnosis. 

35.960 Training for use of therapeutic med-
ical devices. 

35.961 Training for an authorized medical 
physicist. 

35.980 Training for an authorized nuclear 
pharmacist. 

35.981 Training for experienced nuclear 
pharmacists.

Subpart K—Other Medical Uses of Byprod-
uct Material or Radiation From Byprod-
uct Material

35.1000 Other medical uses of byproduct ma-
terial or radiation from byproduct mate-
rial.

Subpart L—Records

35.2024 Records of authority and respon-
sibilities for radiation protection pro-
grams. 

35.2026 Records of radiation protection pro-
gram changes. 

35.2040 Records of written directives. 
35.2041 Records for procedures for adminis-

trations requiring a written directive. 
35.2060 Records of calibrations of instru-

ments used to measure the activity of 
unsealed byproduct materials. 

35.2061 Records of radiation survey instru-
ment calibrations. 

35.2063 Records of dosages of unsealed by-
product material for medical use. 

35.2067 Records of leaks tests and inventory 
of sealed sources and brachytherapy 
sources. 

35.2070 Records of surveys for ambient radi-
ation exposure rate. 

35.2075 Records of the release of individuals 
containing unsealed byproduct material 
or implants containing byproduct mate-
rial. 

35.2080 Records of mobile medical services. 
35.2092 Records of decay-in-storage. 
35.2204 Records of molybdenum-99 con-

centrations. 
35.2310 Records of safety instruction. 
35.2404 Records of surveys after source im-

plant and removal. 
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35.2406 Records of brachytherapy source ac-
countability. 

35.2432 Records of calibration measure-
ments of brachytherapy sources. 

35.2433 Records of decay of strontium-90 
sources for ophthalmic treatments. 

35.2605 Records of installation, mainte-
nance, adjustment, and repair of remote 
afterloader units, teletherapy units, and 
gamma stereotactic radiosurgery units. 

35.2610 Records of safety procedures. 
35.2630 Records of dosimetry equipment 

used with remote afterloader units, tele-
therapy units, and gamma stereotactic 
radiosurgery units. 

35.2632 Records of teletherapy, remote 
afterloader, and gamma stereotactic 
radiosurgery full calibrations. 

35.2642 Records of periodic spot-checks for 
teletherapy units. 

35.2643 Records of periodic spot-checks for 
remote afterloader units. 

35.2645 Records of periodic spot-checks for 
gamma stereotactic radiosurgery units. 

35.2647 Records of additional technical re-
quirements for mobile remote 
afterloader units. 

35.2652 Records of surveys of therapeutic 
treatment units. 

35.2655 Records of 5-year inspection for tele-
therapy and gamma stereotactic 
radiosurgery units.

Subpart M—Reports

35.3045 Report and notification of a medical 
event. 

35.3047 Report and notification of a dose to 
an embryo/fetus or a nursing child. 

35.3067 Report of a leaking source.

Subpart N—Enforcement

35.4001 Violations. 
35.4002 Criminal penalties.

AUTHORITY: Secs. 81, 161, 182, 183, 68 Stat. 
935, 948, 953, 954, as amended (42 U.S.C. 2111, 
2201, 2232, 2233); sec. 201, 88 Stat. 1242, as 
amended (42 U.S.C. 5841).

SOURCE: 67 FR 20370, Apr. 24, 2002, unless 
otherwise noted.

Subpart A—General Information

§ 35.1 Purpose and scope. 
This part contains the requirements 

and provisions for the medical use of 
byproduct material and for issuance of 
specific licenses authorizing the med-
ical use of this material. These require-
ments and provisions provide for the 
radiation safety of workers, the gen-
eral public, patients, and human re-
search subjects. The requirements and 

provisions of this part are in addition 
to, and not in substitution for, others 
in this chapter. The requirements and 
provisions of parts 19, 20, 21, 30, 71, 170, 
and 171 of this chapter apply to appli-
cants and licensees subject to this part 
unless specifically exempted.

§ 35.2 Definitions. 

Address of use means the building or 
buildings that are identified on the li-
cense and where byproduct material 
may be received, prepared, used, or 
stored. 

Agreement State means any State with 
which the Commission or the Atomic 
Energy Commission has entered into 
an effective agreement under sub-
section 274b of the Atomic Energy Act 
of 1954, as amended. 

Area of use means a portion of an ad-
dress of use that has been set aside for 
the purpose of receiving, preparing, 
using, or storing byproduct material. 

Authorized medical physicist means an 
individual who— 

(1) Meets the requirements in 
§§ 35.51(a) and 35.59; or 

(2) Is identified as an authorized med-
ical physicist or teletherapy physicist 
on— 

(i) A specific medical use license 
issued by the Commission or Agree-
ment State; 

(ii) A medical use permit issued by a 
Commission master material licensee; 

(iii) A permit issued by a Commission 
or Agreement State broad scope med-
ical use licensee; or 

(iv) A permit issued by a Commission 
master material license broad scope 
medical use permittee. 

Authorized nuclear pharmacist means a 
pharmacist who— 

(1) Meets the requirements in 
§§ 35.55(a) and 35.59; or 

(2) Is identified as an authorized nu-
clear pharmacist on— 

(i) A specific license issued by the 
Commission or Agreement State that 
authorizes medical use or the practice 
of nuclear pharmacy; 

(ii) A permit issued by a Commission 
master material licensee that author-
izes medical use or the practice of nu-
clear pharmacy; 
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(iii) A permit issued by a Commission 
or Agreement State broad scope med-
ical use licensee that authorizes med-
ical use or the practice of nuclear phar-
macy; or 

(iv) A permit issued by a Commission 
master material license broad scope 
medical use permittee that authorizes 
medical use or the practice of nuclear 
pharmacy; or 

(3) Is identified as an authorized nu-
clear pharmacist by a commercial nu-
clear pharmacy that has been author-
ized to identify authorized nuclear 
pharmacists; or 

(4) Is designated as an authorized nu-
clear pharmacist in accordance with 
§ 32.72(b)(4). 

Authorized user means a physician, 
dentist, or podiatrist who— 

(1) Meets the requirements in §§ 35.59 
and 35.190(a), 35.290(a), 35.390(a), 
35.392(a), 35.394(a), 35.490(a), 35.590(a), or 
35.690(a); or 

(2) Is identified as an authorized user 
on— 

(i) A Commission or Agreement State 
license that authorizes the medical use 
of byproduct material; 

(ii) A permit issued by a Commission 
master material licensee that is au-
thorized to permit the medical use of 
byproduct material; 

(iii) A permit issued by a Commission 
or Agreement State specific licensee of 
broad scope that is authorized to per-
mit the medical use of byproduct mate-
rial; or 

(iv) A permit issued by a Commission 
master material license broad scope 
permittee that is authorized to permit 
the medical use of byproduct material. 

Brachytherapy means a method of ra-
diation therapy in which sources are 
used to deliver a radiation dose at a 
distance of up to a few centimeters by 
surface, intracavitary, intraluminal, or 
interstitial application. 

Brachytherapy source means a radio-
active source or a manufacturer-assem-
bled source train or a combination of 
these sources that is designed to de-
liver a therapeutic dose within a dis-
tance of a few centimeters. 

Client’s address means the area of use 
or a temporary job site for the purpose 
of providing mobile medical service in 
accordance with § 35.80. 

Dedicated check source means a radio-
active source that is used to assure the 
constant operation of a radiation de-
tection or measurement device over 
several months or years. 

Dentist means an individual licensed 
by a State or Territory of the United 
States, the District of Columbia, or the 
Commonwealth of Puerto Rico to prac-
tice dentistry. 

High dose-rate remote afterloader, as 
used in this part, means a 
brachytherapy device that remotely 
delivers a dose rate in excess of 12 gray 
(1200 rads) per hour at the point or sur-
face where the dose is prescribed. 

Low dose-rate remote afterloader, as 
used in this part, means a 
brachytherapy device that remotely 
delivers a dose rate of less than or 
equal to 2 gray (200 rads) per hour at 
the point or surface where the dose is 
prescribed. 

Management means the chief execu-
tive officer or other individual having 
the authority to manage, direct, or ad-
minister the licensee’s activities, or 
those persons’ delegate or delegates. 

Manual brachytherapy, as used in this 
part, means a type of brachytherapy in 
which the brachytherapy sources (e.g., 
seeds, ribbons) are manually placed 
topically on or inserted either into the 
body cavities that are in close prox-
imity to a treatment site or directly 
into the tissue volume. 

Medical event means an event that 
meets the criteria in § 35.3045(a). 

Medical institution means an organiza-
tion in which more than one medical 
discipline is practiced. 

Medical use means the intentional in-
ternal or external administration of 
byproduct material or the radiation 
from byproduct material to patients or 
human research subjects under the su-
pervision of an authorized user. 

Medium dose-rate remote afterloader, as 
used in this part, means a 
brachytherapy device that remotely 
delivers a dose rate of greater than 2 
gray (200 rads), but less than 12 gray 
(1200 rads) per hour at the point or sur-
face where the dose is prescribed. 

Mobile medical service means the 
transportation of byproduct material 
to and its medical use at the client’s 
address. 
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Output means the exposure rate, dose 
rate, or a quantity related in a known 
manner to these rates from a 
brachytherapy source or a teletherapy, 
remote afterloader, or gamma 
stereotactic radiosurgery unit for a 
specified set of exposure conditions. 

Patient intervention means actions by 
the patient or human research subject, 
whether intentional or unintentional, 
such as dislodging or removing treat-
ment devices or prematurely termi-
nating the administration. 

Pharmacist means an individual li-
censed by a State or Territory of the 
United States, the District of Colum-
bia, or the Commonwealth of Puerto 
Rico to practice pharmacy. 

Physician means a medical doctor or 
doctor of osteopathy licensed by a 
State or Territory of the United 
States, the District of Columbia, or the 
Commonwealth of Puerto Rico to pre-
scribe drugs in the practice of medi-
cine. 

Podiatrist means an individual li-
censed by a State or Territory of the 
United States, the District of Colum-
bia, or the Commonwealth of Puerto 
Rico to practice podiatry. 

Preceptor means an individual who 
provides or directs the training and ex-
perience required for an individual to 
become an authorized user, an author-
ized medical physicist, an authorized 
nuclear pharmacist, or a Radiation 
Safety Officer. 

Prescribed dosage means the specified 
activity or range of activity of un-
sealed byproduct material as docu-
mented— 

(1) In a written directive; or 
(2) In accordance with the directions 

of the authorized user for procedures 
performed pursuant to §§ 35.100 and 
35.200. 

Prescribed dose means— 
(1) For gamma stereotactic 

radiosurgery, the total dose as docu-
mented in the written directive; 

(2) For teletherapy, the total dose 
and dose per fraction as documented in 
the written directive; 

(3) For manual brachytherapy, either 
the total source strength and exposure 
time or the total dose, as documented 
in the written directive; or 

(4) For remote brachytherapy 
afterloaders, the total dose and dose 

per fraction as documented in the writ-
ten directive. 

Pulsed dose-rate remote afterloader, as 
used in this part, means a special type 
of remote afterloading brachytherapy 
device that uses a single source capable 
of delivering dose rates in the ‘‘high 
dose-rate’’ range, but— 

(1) Is approximately one-tenth of the 
activity of typical high dose-rate re-
mote afterloader sources; and 

(2) Is used to simulate the 
radiobiology of a low dose-rate treat-
ment by inserting the source for a 
given fraction of each hour. 

Radiation Safety Officer means an in-
dividual who— 

(1) Meets the requirements in 
§§ 35.50(a) and 35.59; or 

(2) Is identified as a Radiation Safety 
Officer on— 

(i) A specific medical use license 
issued by the Commission or Agree-
ment State; or 

(ii) A medical use permit issued by a 
Commission master material licensee. 

Sealed source means any byproduct 
material that is encased in a capsule 
designed to prevent leakage or escape 
of the byproduct material. 

Sealed Source and Device Registry 
means the national registry that con-
tains all the registration certificates, 
generated by both NRC and the Agree-
ment States, that summarize the radi-
ation safety information for the sealed 
sources and devices and describe the li-
censing and use conditions approved 
for the product. 

Stereotactic radiosurgery means the 
use of external radiation in conjunc-
tion with a stereotactic guidance de-
vice to very precisely deliver a thera-
peutic dose to a tissue volume. 

Structured educational program means 
an educational program designed to 
impart particular knowledge and prac-
tical education through interrelated 
studies and supervised training. 

Teletherapy, as used in this part, 
means a method of radiation therapy 
in which collimated gamma rays are 
delivered at a distance from the pa-
tient or human research subject. 

Temporary job site means a location 
where mobile medical services are con-
ducted other than those location(s) of 
use authorized on the license. 
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Therapeutic dosage means a dosage of 
unsealed byproduct material that is in-
tended to deliver a radiation dose to a 
patient or human research subject for 
palliative or curative treatment. 

Therapeutic dose means a radiation 
dose delivered from a source con-
taining byproduct material to a pa-
tient or human research subject for 
palliative or curative treatment. 

Treatment site means the anatomical 
description of the tissue intended to re-
ceive a radiation dose, as described in a 
written directive. 

Type of use means use of byproduct 
material under §§ 35.100, 35.200, 35.300, 
35.400, 35.500, 35.600, or 35.1000. 

Unit dosage means a dosage prepared 
for medical use for administration as a 
single dosage to a patient or human re-
search subject without any further ma-
nipulation of the dosage after it is ini-
tially prepared. 

Written directive means an authorized 
user’s written order for the administra-
tion of byproduct material or radiation 
from byproduct material to a specific 
patient or human research subject, as 
specified in § 35.40.

§ 35.5 Maintenance of records. 

Each record required by this part 
must be legible throughout the speci-
fied retention period. The record may 
be the original, a reproduced copy, or a 
microform if the copy or microform is 
authenticated by authorized personnel 
and the microform is capable of pro-
ducing a clear copy throughout the re-
quired retention period. The record 
may also be stored in electronic media 
with the capability for producing leg-
ible, accurate, and complete records 
during the required retention period. 
Records such as letters, drawings, and 
specifications must include all perti-
nent information such as stamps, ini-
tials, and signatures. The licensee shall 
maintain adequate safeguards against 
tampering with and loss of records.

§ 35.6 Provisions for the protection of 
human research subjects. 

(a) A licensee may conduct research 
involving human research subjects 
only if it uses the byproduct materials 
specified on its license for the uses au-
thorized on its license. 

(b) If the research is conducted, fund-
ed, supported, or regulated by another 
Federal agency that has implemented 
the Federal Policy for the Protection 
of Human Subjects (Federal Policy), 
the licensee shall, before conducting 
research— 

(1) Obtain review and approval of the 
research from an ‘‘Institutional Review 
Board,’’ as defined and described in the 
Federal Policy; and 

(2) Obtain ‘‘informed consent,’’ as de-
fined and described in the Federal Pol-
icy, from the human research subject. 

(c) If the research will not be con-
ducted, funded, supported, or regulated 
by another Federal agency that has im-
plemented the Federal Policy, the li-
censee shall, before conducting re-
search, apply for and receive a specific 
amendment to its NRC medical use li-
cense. The amendment request must 
include a written commitment that the 
licensee will, before conducting re-
search— 

(1) Obtain review and approval of the 
research from an ‘‘Institutional Review 
Board,’’ as defined and described in the 
Federal Policy; and 

(2) Obtain ‘‘informed consent’’, as de-
fined and described in the Federal Pol-
icy, from the human research subject. 

(d) Nothing in this section relieves li-
censees from complying with the other 
requirements in this part. 

[67 FR 20370, Apr. 24, 2002; 67 FR 62872, Oct. 9, 
2002]

§ 35.7 FDA, other Federal, and State 
requirements. 

Nothing in this part relieves the li-
censee from complying with applicable 
FDA, other Federal, and State require-
ments governing radioactive drugs or 
devices.

§ 35.8 Information collection require-
ments: OMB approval. 

(a) The Commission has submitted 
the information collection require-
ments contained in this part to the Of-
fice of Management and Budget (OMB) 
for approval as required by the Paper-
work Reduction Act (44 U.S.C. 3501 et 
seq.). The NRC may not conduct or 
sponsor, and a person is not required to 
respond to, a collection of information 
unless it displays a currently valid 
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OMB control number. OMB has ap-
proved the information collection re-
quirements in this part under control 
number 3150–0010. 

(b) The approved information collec-
tion requirements contained in this 
part appear in §§ 35.6, 35.12, 35.13, 35.14, 
35.19, 35.24, 35.26, 35.27, 35.40, 35.41, 35.50, 
35.51, 35.55, 35.60, 35.61, 35.63, 35.67, 35.69, 
35.70, 35.75, 35.80, 35.92, 35.190, 35.204, 
35.290, 35.310, 35.315, 35.390, 35.392, 35.394, 
35.404, 35.406, 35.410, 35.415, 35.432, 35.433, 
35.490, 35.491, 35.590, 35.604, 35.605, 35.610, 
35.615, 35.630, 35.632, 35.633, 35.635, 35.642, 
35.643, 35.645, 35.647, 35.652, 35.655, 35.690, 
35.900, 35.910, 35.920, 35.930, 35.940, 35.950, 
35.960, 35.961, 35.980, 35.981, 35.1000, 
35.2024, 35.2026, 35.2040, 35.2041, 35.2060, 
35.2061, 35.2063, 35.2067, 35.2070, 35.2075, 
35.2080, 35.2092, 35.2204, 35.2310, 35.2404, 
35.2406, 35.2432, 35.2433, 35.2605, 35.2610, 
35.2630, 35.2632, 35.2642, 35.2643, 35.2645, 
35.2647, 35.2652, 35.2655, 35.3045, 35.3047, 
and 35.3067. 

(c) This part contains information 
collection requirements in addition to 
those approved under the control num-
ber specified in paragraph (a) of this 
section. These information collection 
requirements and the control numbers 
under which they are approved are as 
follows: 

(1) In § 35.12, NRC Form 313, including 
NRC Form 313A, which licensees may 
use to provide supplemental informa-
tion, is approved under control number 
3150–0120. 

(2) [Reserved]

§ 35.10 Implementation. 

(a) A licensee shall implement the 
provisions in this part on or before Oc-
tober 24, 2002, with the exception of the 
requirements listed in paragraph (b) of 
this section. 

(b) A licensee shall implement the 
training requirements in §§ 35.50(a), 
35.51(a), 35.55(a), 35.59, 35.190(a), 
35.290(a), 35.390(a), 35.392(a), 35.394(a), 
35.490(a), 35.590(a), and 35.690(a) on or 
before October 25, 2004. 

(c) Prior to October 25, 2004, a li-
censee shall satisfy the training re-
quirements of this part for a Radiation 
Safety Officer, an authorized medical 
physicist, an authorized nuclear phar-
macist, or an authorized user by com-
plying with either: 

(1) The appropriate training require-
ments in subpart J; or 

(2) The appropriate training require-
ments in subpart B or subparts D 
through H. 

(d) If a license condition exempted a 
licensee from a provision of Part 35 on 
October 24, 2002, then the license condi-
tion continues to exempt the licensee 
from the requirements in the cor-
responding provision of §§ 35.1–35.4002. 

(e) When a requirement in this part 
differs from the requirement in an ex-
isting license condition, the require-
ment in this part shall govern. 

(f) A licensee shall continue to com-
ply with any license condition that re-
quires it to implement procedures re-
quired by §§ 35.610, 35.642, 35.643, and 
35.645 until there is a license amend-
ment or renewal that modifies the li-
cense condition.

§ 35.11 License required. 

(a) A person may manufacture, 
produce, acquire, receive, possess, pre-
pare, use, or transfer byproduct mate-
rial for medical use only in accordance 
with a specific license issued by the 
Commission or an Agreement State, or 
as allowed in paragraphs (b)(1) or (b)(2) 
of this section. 

(b) A specific license is not needed for 
an individual who— 

(1) Receives, possesses, uses, or trans-
fers byproduct material in accordance 
with the regulations in this chapter 
under the supervision of an authorized 
user as provided in § 35.27, unless pro-
hibited by license condition; or 

(2) Prepares unsealed byproduct ma-
terial for medical use in accordance 
with the regulations in this chapter 
under the supervision of an authorized 
nuclear pharmacist or authorized user 
as provided in § 35.27, unless prohibited 
by license condition.

§ 35.12 Application for license, amend-
ment, or renewal. 

(a) An application must be signed by 
the applicant’s or licensee’s manage-
ment. 

(b) An application for a license for 
medical use of byproduct material as 
described in §§ 35.100, 35.200, 35.300, 
35.400, 35.500, 35.600, and 35.1000 must be 
made by— 
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(1) Filing an original and one copy of 
NRC Form 313, ‘‘Application for Mate-
rial License,’’ that includes the facility 
diagram, equipment, and training and 
experience qualifications of the Radi-
ation Safety Officer, authorized 
user(s), authorized medical physi-
cist(s), and authorized nuclear phar-
macist(s); and 

(2) Submitting procedures required 
by §§ 35.610, 35.642, 35.643, and 35.645, as 
applicable. 

(c) A request for a license amend-
ment or renewal must be made by— 

(1) Submitting an original and one 
copy of either— 

(i) NRC Form 313, ‘‘Application for 
Material License’’; or 

(ii) A letter requesting the amend-
ment or renewal; and 

(2) Submitting procedures required 
by §§ 35.610, 35.642, 35.643, and 35.645, as 
applicable. 

(d) In addition to the requirements in 
paragraphs (b) and (c) of this section, 
an application for a license or amend-
ment for medical use of byproduct ma-
terial as described in § 35.1000 must also 
include information regarding any ra-
diation safety aspects of the medical 
use of the material that is not ad-
dressed in Subparts A through C of this 
part. 

(1) The applicant shall also provide 
specific information on— 

(i) Radiation safety precautions and 
instructions; 

(ii) Methodology for measurement of 
dosages or doses to be administered to 
patients or human research subjects; 
and 

(iii) Calibration, maintenance, and 
repair of instruments and equipment 
necessary for radiation safety. 

(2) The applicant or licensee shall 
also provide any other information re-
quested by the Commission in its re-
view of the application. 

(e) An applicant that satisfies the re-
quirements specified in § 33.13 of this 
chapter may apply for a Type A spe-
cific license of broad scope. 

[67 FR 20370, Apr. 24, 2002; 67 FR 62872, Oct. 9, 
2002]

§ 35.13 License amendments. 
A licensee shall apply for and must 

receive a license amendment— 

(a) Before it receives, prepares, or 
uses byproduct material for a type of 
use that is permitted under this part, 
but that is not authorized on the li-
censee’s current license issued under 
this part; 

(b) Before it permits anyone to work 
as an authorized user, authorized nu-
clear pharmacist, or authorized med-
ical physicist under the license, ex-
cept— 

(1) For an authorized user, an indi-
vidual who meets the requirements in 
§§ 35.190(a), 35.290(a), 35.390(a), 35.392(a), 
35.394(a), 35.490(a), 35.590(a), 35.690(a), 
35.910(a), 35.920(a), 35.930(a), 35.940(a), 
35.950(a), or 35.960(a) and 35.59; 

(2) For an authorized nuclear phar-
macist, an individual who meets the re-
quirements in §§ 35.55(a) or 35.980(a) and 
35.59; 

(3) For an authorized medical physi-
cist, an individual who meets the re-
quirements in §§ 35.51(a) or 35.961(a) or 
(b) and 35.59; 

(4) An individual who is identified as 
an authorized user, an authorized nu-
clear pharmacist, or authorized med-
ical physicist— 

(i) On a Commission or Agreement 
State license or other equivalent per-
mit or license recognized by NRC that 
authorizes the use of byproduct mate-
rial in medical use or in the practice of 
nuclear pharmacy; 

(ii) On a permit issued by a Commis-
sion or Agreement State specific li-
cense of broad scope that is authorized 
to permit the use of byproduct mate-
rial in medical use or in the practice of 
nuclear pharmacy; 

(iii) On a permit issued by a Commis-
sion master material licensee that is 
authorized to permit the use of byprod-
uct material in medical use or in the 
practice of nuclear pharmacy; or 

(iv) By a commercial nuclear phar-
macy that has been authorized to iden-
tify authorized nuclear pharmacists. 

(c) Before it changes Radiation Safe-
ty Officers, except as provided in 
§ 35.24(c); 

(d) Before it receives byproduct ma-
terial in excess of the amount or in a 
different form, or receives a different 
radionuclide than is authorized on the 
license; 
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(e) Before it adds to or changes the 
areas of use identified in the applica-
tion or on the license, except for areas 
of use where byproduct material is 
used only in accordance with either 
§ 35.100 or § 35.200; 

(f) Before it changes the address(es) 
of use identified in the application or 
on the license; and 

(g) Before it revises procedures re-
quired by §§ 35.610, 35.642, 35.643, and 
35.645, as applicable, where such revi-
sion reduces radiation safety. 

[67 FR 20370, Apr. 24, 2002; 67 FR 62872, Oct. 9, 
2002]

§ 35.14 Notifications. 

(a) A licensee shall provide the Com-
mission a copy of the board certifi-
cation, the Commission or Agreement 
State license, the permit issued by a 
Commission master material licensee, 
the permit issued by a Commission or 
Agreement State licensee of broad 
scope, or the permit issued by a Com-
mission master material license broad 
scope permittee for each individual no 
later than 30 days after the date that 
the licensee permits the individual to 
work as an authorized user, an author-
ized nuclear pharmacist, or an author-
ized medical physicist, under § 35.13 
(b)(1) through (b)(4). 

(b) A licensee shall notify the Com-
mission by letter no later than 30 days 
after: 

(1) An authorized user, an authorized 
nuclear pharmacist, a Radiation Safety 
Officer, or an authorized medical phys-
icist permanently discontinues per-
formance of duties under the license or 
has a name change; 

(2) The licensee’s mailing address 
changes; 

(3) The licensee’s name changes, but 
the name change does not constitute a 
transfer of control of the license as de-
scribed in § 30.34(b) of this chapter; or 

(4) The licensee has added to or 
changed the areas of use identified in 
the application or on the license where 
byproduct material is used in accord-
ance with either § 35.100 or § 35.200. 

(c) The licensee shall mail the docu-
ments required in this section to the 
appropriate address identified in § 30.6 
of this chapter.

§ 35.15 Exemptions regarding Type A 
specific licenses of broad scope. 

A licensee possessing a Type A spe-
cific license of broad scope for medical 
use, issued under Part 33 of this chap-
ter, is exempt from— 

(a) The provisions of § 35.12(d) regard-
ing the need to file an amendment to 
the license for medical use of byprod-
uct material, as described in § 35.1000; 

(b) The provisions of § 35.13(b); 
(c) The provisions of § 35.13(e) regard-

ing additions to or changes in the areas 
of use at the addresses identified in the 
application or on the license; 

(d) The provisions of § 35.14(a); 
(e) The provisions of § 35.14(b)(1) for 

an authorized user, an authorized nu-
clear pharmacist, or an authorized 
medical physicist; 

(f) The provisions of § 35.14(b)(4) re-
garding additions to or changes in the 
areas of use identified in the applica-
tion or on the license where byproduct 
material is used in accordance with ei-
ther § 35.100 or § 35.200. 

(g) The provisions of § 35.49(a).

§ 35.18 License issuance. 
(a) The Commission shall issue a li-

cense for the medical use of byproduct 
material if— 

(1) The applicant has filed NRC Form 
313 ‘‘Application for Material License’’ 
in accordance with the instructions in 
§ 35.12; 

(2) The applicant has paid any appli-
cable fee as provided in Part 170 of this 
chapter; 

(3) The Commission finds the appli-
cant equipped and committed to ob-
serve the safety standards established 
by the Commission in this Chapter for 
the protection of the public health and 
safety; and 

(4) The applicant meets the require-
ments of Part 30 of this chapter. 

(b) The Commission shall issue a li-
cense for mobile medical service if the 
applicant: 

(1) Meets the requirements in para-
graph (a) of this section; and 

(2) Assures that individuals or human 
research subjects to whom unsealed by-
product material or radiation from im-
plants containing byproduct material 
will be administered may be released 
following treatment in accordance with 
§ 35.75.
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§ 35.19 Specific exemptions. 
The Commission may, upon applica-

tion of any interested person or upon 
its own initiative, grant exemptions 
from the regulations in this part that 
it determines are authorized by law 
and will not endanger life or property 
or the common defense and security 
and are otherwise in the public inter-
est.

Subpart B—General Administrative 
Requirements

§ 35.24 Authority and responsibilities 
for the radiation protection pro-
gram. 

(a) In addition to the radiation pro-
tection program requirements of 
§ 20.1101 of this chapter, a licensee’s 
management shall approve in writing— 

(1) Requests for a license application, 
renewal, or amendment before sub-
mittal to the Commission; 

(2) Any individual before allowing 
that individual to work as an author-
ized user, authorized nuclear phar-
macist, or authorized medical physi-
cist; and 

(3) Radiation protection program 
changes that do not require a license 
amendment and are permitted under 
§ 35.26; 

(b) A licensee’s management shall ap-
point a Radiation Safety Officer, who 
agrees, in writing, to be responsible for 
implementing the radiation protection 
program. The licensee, through the Ra-
diation Safety Officer, shall ensure 
that radiation safety activities are 
being performed in accordance with li-
censee-approved procedures and regu-
latory requirements. 

(c) For up to 60 days each year, a li-
censee may permit an authorized user 
or an individual qualified to be a Radi-
ation Safety Officer, under §§ 35.50 and 
35.59, to function as a temporary Radi-
ation Safety Officer and to perform the 
functions of a Radiation Safety Officer, 
as provided in paragraph (g) of this sec-
tion, if the licensee takes the actions 
required in paragraphs (b), (e), (g), and 
(h) of this section and notifies the 
Commission in accordance with 
§ 35.14(b). 

(d) A licensee may simultaneously 
appoint more than one temporary Ra-
diation Safety Officer in accordance 

with paragraph (c) of this section, if 
needed to ensure that the licensee has 
a temporary Radiation Safety Officer 
that satisfies the requirements to be a 
Radiation Safety Officer for each of the 
different types of uses of byproduct 
material permitted by the license. 

(e) A licensee shall establish the au-
thority, duties, and responsibilities of 
the Radiation Safety Officer in writing. 

(f) Licensees that are authorized for 
two or more different types of uses of 
byproduct material under Subparts E, 
F, and H of this part, or two or more 
types of units under Subpart H of this 
part, shall establish a Radiation Safety 
Committee to oversee all uses of by-
product material permitted by the li-
cense. The Committee must include an 
authorized user of each type of use per-
mitted by the license, the Radiation 
Safety Officer, a representative of the 
nursing service, and a representative of 
management who is neither an author-
ized user nor a Radiation Safety Offi-
cer. The Committee may include other 
members the licensee considers appro-
priate. 

(g) A licensee shall provide the Radi-
ation Safety Officer sufficient author-
ity, organizational freedom, time, re-
sources, and management prerogative, 
to— 

(1) Identify radiation safety prob-
lems; 

(2) Initiate, recommend, or provide 
corrective actions; 

(3) Stop unsafe operations; and, 
(4) Verify implementation of correc-

tive actions. 
(h) A licensee shall retain a record of 

actions taken under paragraphs (a), (b), 
and (e) of this section in accordance 
with § 35.2024.

§ 35.26 Radiation protection program 
changes. 

(a) A licensee may revise its radi-
ation protection program without 
Commission approval if— 

(1) The revision does not require a li-
cense amendment under § 35.13; 

(2) The revision is in compliance with 
the regulations and the license ; 

(3) The revision has been reviewed 
and approved by the Radiation Safety 
Officer and licensee management; and 
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(4) The affected individuals are in-
structed on the revised program before 
the changes are implemented. 

(b) A licensee shall retain a record of 
each change in accordance with 
§ 35.2026.

§ 35.27 Supervision. 

(a) A licensee that permits the re-
ceipt, possession, use, or transfer of by-
product material by an individual 
under the supervision of an authorized 
user, as allowed by § 35.11(b)(1), shall— 

(1) In addition to the requirements in 
§ 19.12 of this chapter, instruct the su-
pervised individual in the licensee’s 
written radiation protection proce-
dures, written directive procedures, 
regulations of this chapter, and license 
conditions with respect to the use of 
byproduct material; and 

(2) Require the supervised individual 
to follow the instructions of the super-
vising authorized user for medical uses 
of byproduct material, written radi-
ation protection procedures established 
by the licensee, written directive pro-
cedures, regulations of this chapter, 
and license conditions with respect to 
the medical use of byproduct material. 

(b) A licensee that permits the prepa-
ration of byproduct material for med-
ical use by an individual under the su-
pervision of an authorized nuclear 
pharmacist or physician who is an au-
thorized user, as allowed by § 35.11(b)(2), 
shall— 

(1) In addition to the requirements in 
§ 19.12 of this chapter, instruct the su-
pervised individual in the preparation 
of byproduct material for medical use, 
as appropriate to that individual’s in-
volvement with byproduct material; 
and 

(2) Require the supervised individual 
to follow the instructions of the super-
vising authorized user or authorized 
nuclear pharmacist regarding the prep-
aration of byproduct material for med-
ical use, written radiation protection 
procedures established by the licensee, 
the regulations of this chapter, and li-
cense conditions. 

(c) A licensee that permits supervised 
activities under paragraphs (a) and (b) 
of this section is responsible for the 
acts and omissions of the supervised in-
dividual.

§ 35.40 Written directives. 
(a) A written directive must be dated 

and signed by an authorized user before 
the administration of I-131 sodium io-
dide greater than 1.11 Megabecquerels 
(MBq) (30 microcuries (µCi)), any thera-
peutic dosage of unsealed byproduct 
material or any therapeutic dose of ra-
diation from byproduct material. 

(1) If, because of the emergent nature 
of the patient’s condition, a delay in 
order to provide a written directive 
would jeopardize the patient’s health, 
an oral directive is acceptable. The in-
formation contained in the oral direc-
tive must be documented as soon as 
possible in writing in the patient’s 
record. A written directive must be 
prepared within 48 hours of the oral di-
rective. 

(b) The written directive must con-
tain the patient or human research 
subject’s name and the following infor-
mation— 

(1) For any administration of quan-
tities greater than 1.11 MBq (30 µCi) of 
sodium iodide I-131: the dosage; 

(2) For an administration of a thera-
peutic dosage of unsealed byproduct 
material other than sodium iodide I-
131: the radioactive drug, dosage, and 
route of administration; 

(3) For gamma stereotactic 
radiosurgery: the total dose, treatment 
site, and values for the target coordi-
nate settings per treatment for each 
anatomically distinct treatment site; 

(4) For teletherapy: the total dose, 
dose per fraction, number of fractions, 
and treatment site; 

(5) For high dose-rate remote 
afterloading brachytherapy: the radio-
nuclide, treatment site, dose per frac-
tion, number of fractions, and total 
dose; or 

(6) For all other brachytherapy, in-
cluding low, medium, and pulsed dose 
rate remote afterloaders: 

(i) Before implantation: treatment 
site, the radionuclide, and dose; and 

(ii) After implantation but before 
completion of the procedure: the radio-
nuclide, treatment site, number of 
sources, and total source strength and 
exposure time (or the total dose). 

(c) A written revision to an existing 
written directive may be made if the 
revision is dated and signed by an au-
thorized user before the administration 

VerDate Dec<13>2002 13:04 Feb 18, 2003 Jkt 200028 PO 00000 Frm 00575 Fmt 8010 Sfmt 8010 Y:\SGML\200028T.XXX 200028T



576

10 CFR Ch. I (1–1–03 Edition)§ 35.41 

of the dosage of unsealed byproduct 
material, the brachytherapy dose, the 
gamma stereotactic radiosurgery dose, 
the teletherapy dose, or the next frac-
tional dose. 

(1) If, because of the patient’s condi-
tion, a delay in order to provide a writ-
ten revision to an existing written di-
rective would jeopardize the patient’s 
health, an oral revision to an existing 
written directive is acceptable. The 
oral revision must be documented as 
soon as possible in the patient’s record. 
A revised written directive must be 
signed by the authorized user within 48 
hours of the oral revision. 

(d) The licensee shall retain a copy of 
the written directive in accordance 
with § 35.2040. 

[67 FR 20370, Apr. 24, 2002; 67 FR 62872, Oct. 9, 
2002]

§ 35.41 Procedures for administrations 
requiring a written directive. 

(a) For any administration requiring 
a written directive, the licensee shall 
develop, implement, and maintain 
written procedures to provide high con-
fidence that: 

(1) The patient’s or human research 
subject’s identity is verified before 
each administration; and 

(2) Each administration is in accord-
ance with the written directive. 

(b) At a minimum, the procedures re-
quired by paragraph (a) of this section 
must address the following items that 
are applicable to the licensee’s use of 
byproduct material— 

(1) Verifying the identity of the pa-
tient or human research subject; 

(2) Verifying that the administration 
is in accordance with the treatment 
plan, if applicable, and the written di-
rective; 

(3) Checking both manual and com-
puter-generated dose calculations; and 

(4) Verifying that any computer-gen-
erated dose calculations are correctly 
transferred into the consoles of thera-
peutic medical units authorized by 
§ 35.600. 

(c) A licensee shall retain a copy of 
the procedures required under para-
graph (a) in accordance with § 35.2041.

§ 35.49 Suppliers for sealed sources or 
devices for medical use. 

For medical use, a licensee may only 
use— 

(a) Sealed sources or devices manu-
factured, labeled, packaged, and dis-
tributed in accordance with a license 
issued under 10 CFR Part 30 and 10 CFR 
32.74 of this chapter or equivalent re-
quirements of an Agreement State; 

(b) Sealed sources or devices non-
commercially transferred from a Part 
35 licensee; or 

(c) Teletherapy sources manufac-
tured and distributed in accordance 
with a license issued under 10 CFR Part 
30 or the equivalent requirements of an 
Agreement State.

§ 35.50 Training for Radiation Safety 
Officer. 

Except as provided in § 35.57, the li-
censee shall require an individual ful-
filling the responsibilities of the Radi-
ation Safety Officer as provided in 
§ 35.24 to be an individual who— 

(a) Is certified by a specialty board 
whose certification process includes all 
of the requirements in paragraph (b) of 
this section and whose certification 
has been recognized by the Commission 
or an Agreement State; or 

(b)(1) Has completed a structured 
educational program consisting of 
both: 

(i) 200 hours of didactic training in 
the following areas— 

(A) Radiation physics and instrumen-
tation; 

(B) Radiation protection; 
(C) Mathematics pertaining to the 

use and measurement of radioactivity; 
(D) Radiation biology; and 
(E) Radiation dosimetry; and 
(ii) One year of full-time radiation 

safety experience under the supervision 
of the individual identified as the Radi-
ation Safety Officer on a Commission 
or Agreement State license or permit 
issued by a Commission master mate-
rial licensee that authorizes similar 
type(s) of use(s) of byproduct material 
involving the following— 

(A) Shipping, receiving, and per-
forming related radiation surveys; 

(B) Using and performing checks for 
proper operation of instruments used 
to determine the activity of dosages, 
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survey meters, and instruments used to 
measure radionuclides; 

(C) Securing and controlling byprod-
uct material; 

(D) Using administrative controls to 
avoid mistakes in the administration 
of byproduct material; 

(E) Using procedures to prevent or 
minimize radioactive contamination 
and using proper decontamination pro-
cedures; 

(F) Using emergency procedures to 
control byproduct material; and 

(G) Disposing of byproduct material; 
and 

(2) Has obtained written certifi-
cation, signed by a preceptor Radiation 
Safety Officer, that the individual has 
satisfactorily completed the require-
ments in paragraph (b)(1) of this sec-
tion and has achieved a level of radi-
ation safety knowledge sufficient to 
function independently as a Radiation 
Safety Officer for a medical use li-
censee; or 

(c) Is an authorized user, authorized 
medical physicist, or authorized nu-
clear pharmacist identified on the li-
censee’s license and has experience 
with the radiation safety aspects of 
similar types of use of byproduct mate-
rial for which the individual has Radi-
ation Safety Officer responsibilities.

§ 35.51 Training for an authorized 
medical physicist. 

Except as provided in § 35.57, the li-
censee shall require the authorized 
medical physicist to be an individual 
who— 

(a) Is certified by a specialty board 
whose certification process includes all 
of the training and experience require-
ments in paragraph (b) of this section 
and whose certification has been recog-
nized by the Commission or an Agree-
ment State; or 

(b)(1) Holds a master’s or doctor’s de-
gree in physics, biophysics, radio-
logical physics, medical physics, or 
health physics and has completed 1 
year of full-time training in thera-
peutic radiological physics and an ad-
ditional year of full-time work experi-
ence under the supervision of an au-
thorized medical physicist at a medical 
institution that includes the tasks list-
ed in §§ 35.67, 35.433, 35.632, 35.633, 35.635, 

35.642, 35.643, 35.645, and 35.652, as appli-
cable; and 

(2) Has obtained written certification 
that the individual has satisfactorily 
completed the requirements in para-
graph (b)(1) of this section and has 
achieved a level of competency suffi-
cient to function independently as an 
authorized medical physicist for each 
type of therapeutic medical unit for 
which the individual is requesting au-
thorized medical physicist status. The 
written certification must be signed by 
a preceptor authorized medical physi-
cist who meets the requirements in 
§ 35.51 or equivalent Agreement State 
requirements for an authorized medical 
physicist for each type of therapeutic 
medical unit for which the individual 
is requesting authorized medical physi-
cist status. 

[67 FR 20370, Apr. 24, 2002; 67 FR 62872, Oct. 9, 
2002]

§ 35.55 Training for an authorized nu-
clear pharmacist. 

Except as provided in § 35.57, the li-
censee shall require the authorized nu-
clear pharmacist to be a pharmacist 
who— 

(a) Is certified as a nuclear phar-
macist by a specialty board whose cer-
tification process includes all of the re-
quirements in paragraph (b) of this sec-
tion and whose certification has been 
recognized by the Commission or an 
Agreement State; or 

(b)(1) Has completed 700 hours in a 
structured educational program con-
sisting of both: 

(i) Didactic training in the following 
areas— 

(A) Radiation physics and instrumen-
tation; 

(B) Radiation protection; 
(C) Mathematics pertaining to the 

use and measurement of radioactivity; 
(D) Chemistry of byproduct material 

for medical use; and 
(E) Radiation biology; and 
(ii) Supervised practical experience 

in a nuclear pharmacy involving— 
(A) Shipping, receiving, and per-

forming related radiation surveys; 
(B) Using and performing checks for 

proper operation of instruments used 
to determine the activity of dosages, 
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survey meters, and, if appropriate, in-
struments used to measure alpha- or 
beta-emitting radionuclides; 

(C) Calculating, assaying, and safely 
preparing dosages for patients or 
human research subjects; 

(D) Using administrative controls to 
avoid medical events in the adminis-
tration of byproduct material; and 

(E) Using procedures to prevent or 
minimize radioactive contamination 
and using proper decontamination pro-
cedures; and 

(2) Has obtained written certifi-
cation, signed by a preceptor author-
ized nuclear pharmacist, that the indi-
vidual has satisfactorily completed the 
requirements in paragraph (b)(1) of this 
section and has achieved a level of 
competency sufficient to function inde-
pendently as an authorized nuclear 
pharmacist.

§ 35.57 Training for experienced Radi-
ation Safety Officer, teletherapy or 
medical physicist, authorized user, 
and nuclear pharmacist. 

(a) An individual identified as a Radi-
ation Safety Officer, a teletherapy or 
medical physicist, or a nuclear phar-
macist on a Commission or Agreement 
State license or a permit issued by a 
Commission or Agreement State broad 
scope licensee or master material li-
cense permit or by a master material 
license permittee of broad scope before 
October 24, 2002 need not comply with 
the training requirements of §§ 35.50, 
35.51, or 35.55, respectively. 

(b) Physicians, dentists, or podia-
trists identified as authorized users for 
the medical use of byproduct material 
on a license issued by the Commission 
or Agreement State, a permit issued by 
a Commission master material li-
censee, a permit issued by a Commis-
sion or Agreement State broad scope li-
censee, or a permit issued by a Com-
mission master material license broad 
scope permittee before October 24, 2002 
who perform only those medical uses 
for which they were authorized on that 
date need not comply with the training 
requirements of Subparts D–H of this 
part.

§ 35.59 Recentness of training. 
The training and experience specified 

in Subparts B, D, E, F, G, H, and J of 

this part must have been obtained 
within the 7 years preceding the date of 
application or the individual must have 
had related continuing education and 
experience since the required training 
and experience was completed.

Subpart C—General Technical 
Requirements

§ 35.60 Possession, use, and calibration 
of instruments used to measure the 
activity of unsealed byproduct ma-
terial. 

(a) For direct measurements per-
formed in accordance with § 35.63, a li-
censee shall possess and use instrumen-
tation to measure the activity of un-
sealed byproduct material before it is 
administered to each patient or human 
research subject. 

(b) A licensee shall calibrate the in-
strumentation required in paragraph 
(a) of this section in accordance with 
nationally recognized standards or the 
manufacturer’s instructions. 

(c) A licensee shall retain a record of 
each instrument calibration required 
by this section in accordance with 
§ 35.2060.

§ 35.61 Calibration of survey instru-
ments. 

(a) A licensee shall calibrate the sur-
vey instruments used to show compli-
ance with this part and 10 CFR Part 20 
before first use, annually, and fol-
lowing a repair that affects the calibra-
tion. A licensee shall— 

(1) Calibrate all scales with readings 
up to 10 mSv (1000 mrem) per hour with 
a radiation source; 

(2) Calibrate two separated readings 
on each scale or decade that will be 
used to show compliance; and 

(3) Conspicuously note on the instru-
ment the date of calibration. 

(b) A licensee may not use survey in-
struments if the difference between the 
indicated exposure rate and the cal-
culated exposure rate is more than 20 
percent. 

(c) A licensee shall retain a record of 
each survey instrument calibration in 
accordance with § 35.2061.
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§ 35.63 Determination of dosages of un-
sealed byproduct material for med-
ical use. 

(a) A licensee shall determine and 
record the activity of each dosage be-
fore medical use. 

(b) For a unit dosage, this determina-
tion must be made by— 

(1) Direct measurement of radioac-
tivity; or 

(2) A decay correction, based on the 
activity or activity concentration de-
termined by— 

(i) A manufacturer or preparer li-
censed under § 32.72 of this chapter or 
equivalent Agreement State require-
ments; or 

(ii) An NRC or Agreement State li-
censee for use in research in accord-
ance with a Radioactive Drug Research 
Committee-approved protocol or an In-
vestigational New Drug (IND) protocol 
accepted by FDA. 

(c) For other than unit dosages, this 
determination must be made by— 

(1) Direct measurement of radioac-
tivity; 

(2) Combination of measurement of 
radioactivity and mathematical cal-
culations; or 

(3) Combination of volumetric meas-
urements and mathematical calcula-
tions, based on the measurement made 
by a manufacturer or preparer licensed 
under § 32.72 of this chapter or equiva-
lent Agreement State requirements. 

(d) Unless otherwise directed by the 
authorized user, a licensee may not use 
a dosage if the dosage does not fall 
within the prescribed dosage range or if 
the dosage differs from the prescribed 
dosage by more than 20 percent. 

(e) A licensee shall retain a record of 
the dosage determination required by 
this section in accordance with 
§ 35.2063.

§ 35.65 Authorization for calibration, 
transmission, and reference 
sources. 

Any person authorized by § 35.11 for 
medical use of byproduct material may 
receive, possess, and use any of the fol-
lowing byproduct material for check, 
calibration, transmission, and ref-
erence use. 

(a) Sealed sources, not exceeding 1.11 
GBq (30 mCi) each, manufactured and 
distributed by a person licensed under 

§ 32.74 of this chapter or equivalent 
Agreement State regulations. 

(b) Sealed sources, not exceeding 1.11 
GBq (30 mCi) each, redistributed by a 
licensee authorized to redistribute the 
sealed sources manufactured and dis-
tributed by a person licensed under 
§ 32.74 of this chapter, providing the re-
distributed sealed sources are in the 
original packaging and shielding and 
are accompanied by the manufacturer’s 
approved instructions. 

(c) Any byproduct material with a 
half-life not longer than 120 days in in-
dividual amounts not to exceed 0.56 
GBq (15 mCi). 

(d) Any byproduct material with a 
half-life longer than 120 days in indi-
vidual amounts not to exceed the 
smaller of 7.4 MBq (200 µCi) or 1000 
times the quantities in Appendix B of 
Part 30 of this chapter. 

(e) Technetium-99m in amounts as 
needed.

§ 35.67 Requirements for possession of 
sealed sources and brachytherapy 
sources. 

(a) A licensee in possession of any 
sealed source or brachytherapy source 
shall follow the radiation safety and 
handling instructions supplied by the 
manufacturer. 

(b) A licensee in possession of a 
sealed source shall— 

(1) Test the source for leakage before 
its first use unless the licensee has a 
certificate from the supplier indicating 
that the source was tested within 6 
months before transfer to the licensee; 
and 

(2) Test the source for leakage at in-
tervals not to exceed 6 months or at 
other intervals approved by the Com-
mission or an Agreement State in the 
Sealed Source and Device Registry. 

(c) To satisfy the leak test require-
ments of this section, the licensee shall 
measure the sample so that the leak 
test can detect the presence of 185 Bq 
(0.005 µCi) of radioactive material in 
the sample. 

(d) A licensee shall retain leak test 
records in accordance with § 35.2067(a). 

(e) If the leak test reveals the pres-
ence of 185 Bq (0.005 µCi) or more of re-
movable contamination, the licensee 
shall— 

VerDate Dec<13>2002 13:04 Feb 18, 2003 Jkt 200028 PO 00000 Frm 00579 Fmt 8010 Sfmt 8010 Y:\SGML\200028T.XXX 200028T



580

10 CFR Ch. I (1–1–03 Edition)§ 35.69 

1 NUREG–1556, Vol. 9 (draft), ‘‘Consolidated 
Guidance About Materials Licenses: Pro-
gram-Specific Guidance About Medical Li-
censes,’’ describes methods for calculating 
doses to other individuals and contains ta-
bles of activities not likely to cause doses 
exceeding 5 mSv (0.5 rem).

(1) Immediately withdraw the sealed 
source from use and store, dispose, or 
cause it to be repaired in accordance 
with the requirements in parts 20 and 
30 of this chapter; and 

(2) File a report within 5 days of the 
leak test in accordance with § 35.3067. 

(f) A licensee need not perform a leak 
test on the following sources: 

(1) Sources containing only byprod-
uct material with a half-life of less 
than 30 days; 

(2) Sources containing only byprod-
uct material as a gas; 

(3) Sources containing 3.7 MBq (100 
µCi) or less of beta or gamma-emitting 
material or 0.37 MBq (10 µCi) or less of 
alpha-emitting material; 

(4) Seeds of iridium-192 encased in 
nylon ribbon; and 

(5) Sources stored and not being used. 
However, the licensee shall test each 
such source for leakage before any use 
or transfer unless it has been leak test-
ed within 6 months before the date of 
use or transfer. 

(g) A licensee in possession of sealed 
sources or brachytherapy sources, ex-
cept for gamma stereotactic 
radiosurgery sources, shall conduct a 
semi-annual physical inventory of all 
such sources in its possession. The li-
censee shall retain each inventory 
record in accordance with § 35.2067(b).

§ 35.69 Labeling of vials and syringes. 

Each syringe and vial that contains 
unsealed byproduct material must be 
labeled to identify the radioactive 
drug. Each syringe shield and vial 
shield must also be labeled unless the 
label on the syringe or vial is visible 
when shielded.

§ 35.70 Surveys of ambient radiation 
exposure rate. 

(a) In addition to the surveys re-
quired by Part 20 of this chapter, a li-
censee shall survey with a radiation de-
tection survey instrument at the end of 
each day of use. A licensee shall survey 
all areas where unsealed byproduct ma-
terial requiring a written directive was 
prepared for use or administered. 

(b) A licensee does not need to per-
form the surveys required by paragraph 
(a) of this section in an area(s) where 
patients or human research subjects 

are confined when they cannot be re-
leased under § 35.75. 

(c) A licensee shall retain a record of 
each survey in accordance with 
§ 35.2070.

§ 35.75 Release of individuals con-
taining unsealed byproduct mate-
rial or implants containing byprod-
uct material. 

(a) A licensee may authorize the re-
lease from its control of any individual 
who has been administered unsealed 
byproduct material or implants con-
taining byproduct material if the total 
effective dose equivalent to any other 
individual from exposure to the re-
leased individual is not likely to ex-
ceed 5 mSv (0.5 rem). 1

(b) A licensee shall provide the re-
leased individual, or the individual’s 
parent or guardian, with instructions, 
including written instructions, on ac-
tions recommended to maintain doses 
to other individuals as low as is reason-
ably achievable if the total effective 
dose equivalent to any other individual 
is likely to exceed 1 mSv (0.1 rem). If 
the total effective dose equivalent to a 
nursing infant or child could exceed 1 
mSv (0.1 rem) assuming there were no 
interruption of breast-feeding, the in-
structions must also include— 

(1) Guidance on the interruption or 
discontinuation of breast-feeding; and 

(2) Information on the potential con-
sequences, if any, of failure to follow 
the guidance. 

(c) A licensee shall maintain a record 
of the basis for authorizing the release 
of an individual in accordance with 
§ 35.2075(a). 

(d) The licensee shall maintain a 
record of instructions provided to a 
breast-feeding female in accordance 
with § 35.2075(b).

§ 35.80 Provision of mobile medical 
service. 

(a) A licensee providing mobile med-
ical service shall— 
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(1) Obtain a letter signed by the man-
agement of each client for which serv-
ices are rendered that permits the use 
of byproduct material at the client’s 
address and clearly delineates the au-
thority and responsibility of the li-
censee and the client; 

(2) Check instruments used to meas-
ure the activity of unsealed byproduct 
material for proper function before 
medical use at each client’s address or 
on each day of use, whichever is more 
frequent. At a minimum, the check for 
proper function required by this para-
graph must include a constancy check; 

(3) Check survey instruments for 
proper operation with a dedicated 
check source before use at each client’s 
address; and 

(4) Before leaving a client’s address, 
survey all areas of use to ensure com-
pliance with the requirements in Part 
20 of this chapter. 

(b) A mobile medical service may not 
have byproduct material delivered 
from the manufacturer or the dis-
tributor to the client unless the client 
has a license allowing possession of the 
byproduct material. Byproduct mate-
rial delivered to the client must be re-
ceived and handled in conformance 
with the client’s license. 

(c) A licensee providing mobile med-
ical services shall retain the letter re-
quired in paragraph (a)(1) and the 
record of each survey required in para-
graph (a)(4) of this section in accord-
ance with § 35.2080(a) and (b), respec-
tively.

§ 35.92 Decay-in-storage. 

(a) A licensee may hold byproduct 
material with a physical half-life of 
less than 120 days for decay-in-storage 
before disposal without regard to its 
radioactivity if it— 

(1) Monitors byproduct material at 
the surface before disposal and deter-
mines that its radioactivity cannot be 
distinguished from the background ra-
diation level with an appropriate radi-
ation detection survey meter set on its 
most sensitive scale and with no inter-
posed shielding; and 

(2) Removes or obliterates all radi-
ation labels, except for radiation labels 
on materials that are within con-
tainers and that will be managed as 

biomedical waste after they have been 
released from the licensee. 

(b) A licensee shall retain a record of 
each disposal permitted under para-
graph (a) of this section in accordance 
with § 35.2092.

Subpart D—Unsealed Byproduct 
Material—Written Directive 
Not Required

§ 35.100 Use of unsealed byproduct ma-
terial for uptake, dilution, and ex-
cretion studies for which a written 
directive is not required. 

Except for quantities that require a 
written directive under § 35.40(b), a li-
censee may use any unsealed byproduct 
material prepared for medical use for 
uptake, dilution, or excretion studies 
that is— 

(a) Obtained from a manufacturer or 
preparer licensed under § 32.72 of this 
chapter or equivalent Agreement State 
requirements; or 

(b) Prepared by an authorized nuclear 
pharmacist, a physician who is an au-
thorized user and who meets the re-
quirements specified in §§ 35.290 or 
35.390, or an individual under the super-
vision of either as specified in § 35.27; or 

(c) Obtained from and prepared by an 
NRC or Agreement State licensee for 
use in research in accordance with a 
Radioactive Drug Research Com-
mittee-approved protocol or an Inves-
tigational New Drug (IND) protocol ac-
cepted by FDA; or 

(d) Prepared by the licensee for use in 
research in accordance with a Radio-
active Drug Research Committee-ap-
proved application or an Investiga-
tional New Drug (IND) protocol accept-
ed by FDA.

§ 35.190 Training for uptake, dilution, 
and excretion studies. 

Except as provided in § 35.57, the li-
censee shall require an authorized user 
of unsealed byproduct material for the 
uses authorized under § 35.100 to be a 
physician who— 

(a) Is certified by a medical specialty 
board whose certification process in-
cludes all of the requirements in para-
graph (c) of this section and whose cer-
tification has been recognized by the 
Commission or an Agreement State; or 
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(b) Is an authorized user under 
§§ 35.290 or 35.390 or equivalent Agree-
ment State requirements; or 

(c)(1) Has completed 60 hours of 
training and experience in basic radio-
nuclide handling techniques applicable 
to the medical use of unsealed byprod-
uct material for uptake, dilution, and 
excretion studies. The training and ex-
perience must include— 

(i) Classroom and laboratory training 
in the following areas— 

(A) Radiation physics and instrumen-
tation; 

(B) Radiation protection; 
(C) Mathematics pertaining to the 

use and measurement of radioactivity; 
(D) Chemistry of byproduct material 

for medical use; and 
(E) Radiation biology; and 
(ii) Work experience, under the su-

pervision of an authorized user who 
meets the requirements in § 35.190, 
§ 35.290, or § 35.390 or equivalent Agree-
ment State requirements, involving— 

(A) Ordering, receiving, and unpack-
ing radioactive materials safely and 
performing the related radiation sur-
veys; 

(B) Calibrating instruments used to 
determine the activity of dosages and 
performing checks for proper operation 
of survey meters; 

(C) Calculating, measuring, and safe-
ly preparing patient or human research 
subject dosages; 

(D) Using administrative controls to 
prevent a medical event involving the 
use of unsealed byproduct material; 

(E) Using procedures to contain 
spilled byproduct material safely and 
using proper decontamination proce-
dures; and 

(F) Administering dosages of radio-
active drugs to patients or human re-
search subjects; and 

(2) Has obtained written certifi-
cation, signed by a preceptor author-
ized user who meets the requirements 
in §§ 35.190, 35.290, or 35.390 or equiva-
lent Agreement State requirements, 
that the individual has satisfactorily 
completed the requirements in para-
graph (c)(1) of this section and has 
achieved a level of competency suffi-
cient to function independently as an 
authorized user for the medical uses 
authorized under § 35.100.

§ 35.200 Use of unsealed byproduct ma-
terial for imaging and localization 
studies for which a written direc-
tive is not required. 

Except for quantities that require a 
written directive under § 35.40(b), a li-
censee may use any unsealed byproduct 
material prepared for medical use for 
imaging and localization studies that 
is— 

(a) Obtained from a manufacturer or 
preparer licensed under § 32.72 of this 
chapter or equivalent Agreement State 
requirements; or 

(b) Prepared by an authorized nuclear 
pharmacist, a physician who is an au-
thorized user and who meets the re-
quirements specified in §§ 35.290 or 
35.390, or an individual under the super-
vision of either as specified in § 35.27; 

(c) Obtained from and prepared by an 
NRC or Agreement State licensee for 
use in research in accordance with a 
Radioactive Drug Research Com-
mittee-approved protocol or an Inves-
tigational New Drug (IND) protocol ac-
cepted by FDA; or 

(d) Prepared by the licensee for use in 
research in accordance with a Radio-
active Drug Research Committee-ap-
proved application or an Investiga-
tional New Drug (IND) protocol accept-
ed by FDA.

§ 35.204 Permissible molybdenum-99 
concentration. 

(a) A licensee may not administer to 
humans a radiopharmaceutical that 
contains more than 0.15 kilobecquerel 
of molybdenum-99 per megabecquerel 
of technetium-99m (0.15 microcurie of 
molybdenum-99 per millicurie of tech-
netium-99m). 

(b) A licensee that uses molybdenum-
99/technetium-99m generators for pre-
paring a technetium-99m radiopharma-
ceutical shall measure the molyb-
denum-99 concentration of the first 
eluate after receipt of a generator to 
demonstrate compliance with para-
graph (a) of this section. 

(c) If a licensee is required to meas-
ure the molybdenum-99 concentration, 
the licensee shall retain a record of 
each measurement in accordance with 
§ 35.2204.
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§ 35.290 Training for imaging and lo-
calization studies. 

Except as provided in § 35.57, the li-
censee shall require an authorized user 
of unsealed byproduct material for the 
uses authorized under § 35.200 to be a 
physician who— 

(a) Is certified by a medical specialty 
board whose certification process in-
cludes all of the requirements in para-
graph (c) of this section and whose cer-
tification has been recognized by the 
Commission or an Agreement State; or 

(b) Is an authorized user under § 35.390 
or equivalent Agreement State require-
ments; or 

(c)(1) Has completed 700 hours of 
training and experience in basic radio-
nuclide handling techniques applicable 
to the medical use of unsealed byprod-
uct material for imaging and localiza-
tion studies. The training and experi-
ence must include, at a minimum,— 

(i) Classroom and laboratory training 
in the following areas— 

(A) Radiation physics and instrumen-
tation; 

(B) Radiation protection; 
(C) Mathematics pertaining to the 

use and measurement of radioactivity; 
(D) Chemistry of byproduct material 

for medical use; 
(E) Radiation biology; and 
(ii) Work experience, under the su-

pervision of an authorized user, who 
meets the requirements in §§ 35.290 or 
35.390 or equivalent Agreement State 
requirements, involving— 

(A) Ordering, receiving, and unpack-
ing radioactive materials safely and 
performing the related radiation sur-
veys; 

(B) Calibrating instruments used to 
determine the activity of dosages and 
performing checks for proper operation 
of survey meters; 

(C) Calculating, measuring, and safe-
ly preparing patient or human research 
subject dosages; 

(D) Using administrative controls to 
prevent a medical event involving the 
use of unsealed byproduct material; 

(E) Using procedures to safely con-
tain spilled radioactive material and 
using proper decontamination proce-
dures; 

(F) Administering dosages of radio-
active drugs to patients or human re-
search subjects; and 

(G) Eluting generator systems appro-
priate for preparation of radioactive 
drugs for imaging and localization 
studies, measuring and testing the 
eluate for radionuclidic purity, and 
processing the eluate with reagent kits 
to prepare labeled radioactive drugs; 
and 

(2) Has obtained written certifi-
cation, signed by a preceptor author-
ized user who meets the requirements 
in §§ 35.290 or 35.390 or equivalent 
Agreement State requirements, that 
the individual has satisfactorily com-
pleted the requirements in paragraph 
(c)(1) of this section and has achieved a 
level of competency sufficient to func-
tion independently as an authorized 
user for the medical uses authorized 
under §§ 35.100 and 35.200.

Subpart E—Unsealed Byproduct 
Material—Written Directive 
Required

§ 35.300 Use of unsealed byproduct ma-
terial for which a written directive 
is required. 

A licensee may use any unsealed by-
product material prepared for medical 
use and for which a written directive is 
required that is— 

(a) Obtained from a manufacturer or 
preparer licensed under § 32.72 of this 
chapter or equivalent Agreement State 
requirements; or 

(b) Prepared by an authorized nuclear 
pharmacist, a physician who is an au-
thorized user and who meets the re-
quirements specified in §§ 35.290 or 
35.390, or an individual under the super-
vision of either as specified in § 35.27; or 

(c) Obtained from and prepared by an 
NRC or Agreement State licensee for 
use in research in accordance with an 
Investigational New Drug (IND) pro-
tocol accepted by FDA; or 

(d) Prepared by the licensee for use in 
research in accordance with an Inves-
tigational New Drug (IND) protocol ac-
cepted by FDA.

§ 35.310 Safety instruction. 
In addition to the requirements of 

§ 19.12 of this chapter, 
(a) A licensee shall provide radiation 

safety instruction, initially and at 
least annually, to personnel caring for 
patients or human research subjects 
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who cannot be released under § 35.75. To 
satisfy this requirement, the instruc-
tion must be commensurate with the 
duties of the personnel and include— 

(1) Patient or human research subject 
control; 

(2) Visitor control, including— 
(i) Routine visitation to hospitalized 

individuals in accordance with 
§ 20.1301(a)(1) of this chapter; and 

(ii) Visitation authorized in accord-
ance with § 20.1301(c) of this chapter; 

(3) Contamination control; 
(4) Waste control; and 
(5) Notification of the Radiation 

Safety Officer, or his or her designee, 
and the authorized user if the patient 
or the human research subject has a 
medical emergency or dies. 

(b) A licensee shall retain a record of 
individuals receiving instruction in ac-
cordance with § 35.2310.

§ 35.315 Safety precautions. 

(a) For each patient or human re-
search subject who cannot be released 
under § 35.75, a licensee shall— 

(1) Quarter the patient or the human 
research subject either in— 

(i) A private room with a private san-
itary facility; or 

(ii) A room, with a private sanitary 
facility, with another individual who 
also has received therapy with un-
sealed byproduct material and who also 
cannot be released under § 35.75; 

(2) Visibly post the patient’s or the 
human research subject’s room with a 
‘‘Radioactive Materials’’ sign. 

(3) Note on the door or in the pa-
tient’s or human research subject’s 
chart where and how long visitors may 
stay in the patient’s or the human re-
search subject’s room; and 

(4) Either monitor material and 
items removed from the patient’s or 
the human research subject’s room to 
determine that their radioactivity can-
not be distinguished from the natural 
background radiation level with a radi-
ation detection survey instrument set 
on its most sensitive scale and with no 
interposed shielding, or handle the ma-
terial and items as radioactive waste. 

(b) A licensee shall notify the Radi-
ation Safety Officer, or his or her des-
ignee, and the authorized user as soon 
as possible if the patient or human re-

search subject has a medical emer-
gency or dies.

§ 35.390 Training for use of unsealed 
byproduct material for which a 
written directive is required. 

Except as provided in § 35.57, the li-
censee shall require an authorized user 
of unsealed byproduct material for the 
uses authorized under § 35.300 to be a 
physician who— 

(a) Is certified by a medical specialty 
board whose certification process in-
cludes all of the requirements in para-
graph (b) of this section and whose cer-
tification has been recognized by the 
Commission or an Agreement State; or 
(b)(1) Has completed 700 hours of train-
ing and experience in basic radio-
nuclide handling techniques applicable 
to the medical use of unsealed byprod-
uct material requiring a written direc-
tive. The training and experience must 
include— 

(i) Classroom and laboratory training 
in the following areas— 

(A) Radiation physics and instrumen-
tation; 

(B) Radiation protection; 
(C) Mathematics pertaining to the 

use and measurement of radioactivity; 
(D) Chemistry of byproduct material 

for medical use; and 
(E) Radiation biology; and 
(ii) Work experience, under the su-

pervision of an authorized user who 
meets the requirements in § 35.390(a), 
§ 35.390(b), or equivalent Agreement 
State requirements. A supervising au-
thorized user, who meets the require-
ments in § 35.390(b), must have experi-
ence in administering dosages in the 
same dosage category or categories 
(i.e., § 35.390(b)(1)(ii)(G)(1), (2), (3), or 
(4)) as the individual requesting au-
thorized user status. The work experi-
ence must involve— 

(A) Ordering, receiving, and unpack-
ing radioactive materials safely and 
performing the related radiation sur-
veys; 

(B) Calibrating instruments used to 
determine the activity of dosages, and 
performing checks for proper operation 
of survey meters; 

(C) Calculating, measuring, and safe-
ly preparing patient or human research 
subject dosages; 
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2 Experience with at least 3 cases in Cat-
egory (G)(2) also satisfies the requirement in 
Category (G)(1).

(D) Using administrative controls to 
prevent a medical event involving the 
use of unsealed byproduct material; 

(E) Using procedures to contain 
spilled byproduct material safely and 
using proper decontamination proce-
dures; 

(F) Eluting generator systems, meas-
uring and testing the eluate for 
radionuclidic purity, and processing 
the eluate with reagent kits to prepare 
labeled radioactive drugs; and 

(G) Administering dosages of radio-
active drugs to patients or human re-
search subjects involving a minimum 
of three cases in each of the following 
categories for which the individual is 
requesting authorized user status— 

(1) Oral administration of less than 
or equal to 1.22 Gigabecquerels (33 
millicuries) of sodium iodide I–131; 

(2) Oral administration of greater 
than 1.22 Gigabecquerels (33 
millicuries) of sodium iodide I-131 2;

(3) Parenteral administration of any 
beta emitter or a photon-emitting 
radionuclide with a photon energy less 
than 150 keV; and/or 

(4) Parenteral administration of any 
other radionuclide; and 

(2) Has obtained written certification 
that the individual has satisfactorily 
completed the requirements in para-
graph (b)(1) of this section and has 
achieved a level of competency suffi-
cient to function independently as an 
authorized user for the medical uses 
authorized under § 35.300. The written 
certification must be signed by a pre-
ceptor authorized user who meets the 
requirements in § 35.390(a), § 35.390(b), or 
equivalent Agreement State require-
ments. The preceptor authorized user, 
who meets the requirements in 
§ 35.390(b), must have experience in ad-
ministering dosages in the same dosage 
category or categories (i.e., 
§ 35.390(b)(1)(ii)(G)(1), (2), (3), or (4)) as 
the individual requesting authorized 
user status.

§ 35.392 Training for the oral adminis-
tration of sodium iodide I-131 re-
quiring a written directive in quan-
tities less than or equal to 1.22 
Gigabecquerels (33 millicuries). 

Except as provided in § 35.57, the li-
censee shall require an authorized user 
for the oral administration of sodium 
iodide I-131 requiring a written direc-
tive in quantities less than or equal to 
1.22 Gigabecquerels (33 millicuries), to 
be a physician who— 

(a) Is certified by a medical specialty 
board whose certification process in-
cludes all of the requirements in para-
graph (c) of this section and whose cer-
tification has been recognized by the 
Commission or an Agreement State; or 

(b) Is an authorized user under 
§ 35.390(a), § 35.390(b), for uses listed in 
§ 35.390(b)(1)(ii)(G)(1) or (2), § 35.394, or 
equivalent Agreement State require-
ments; or 

(c)(1) Has successfully completed 80 
hours of classroom and laboratory 
training, applicable to the medical use 
of sodium iodide I-131 for procedures 
requiring a written directive. The 
training must include— 

(i) Radiation physics and instrumen-
tation; 

(ii) Radiation protection; 
(iii) Mathematics pertaining to the 

use and measurement of radioactivity; 
(iv) Chemistry of byproduct material 

for medical use; and 
(v) Radiation biology; and 
(2) Has work experience, under the 

supervision of an authorized user who 
meets the requirements in § 35.390(a), 
§ 35.390(b), § 35.392, § 35.394, or equivalent 
Agreement State requirements. A su-
pervising authorized user who meets 
the requirements in § 35.390(b), must 
have experience in administering dos-
ages as specified in 
§ 35.390(b)(1)(ii)(G)(1) or (2). The work 
experience must involve— 

(i) Ordering, receiving, and unpack-
ing radioactive materials safely and 
performing the related radiation sur-
veys; 

(ii) Calibrating instruments used to 
determine the activity of dosages and 
performing checks for proper operation 
for survey meters; 
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(iii) Calculating, measuring, and 
safely preparing patient or human re-
search subject dosages; 

(iv) Using administrative controls to 
prevent a medical event involving the 
use of byproduct material; 

(v) Using procedures to contain 
spilled byproduct material safely and 
using proper decontamination proce-
dures; and 

(vi) Administering dosages to pa-
tients or human research subjects, that 
includes at least 3 cases involving the 
oral administration of less than or 
equal to 1.22 Gigabecquerels (33 
millicuries) of sodium iodide I-131; and 

(3) Has obtained written certification 
that the individual has satisfactorily 
completed the requirements in para-
graphs (c)(1) and (c)(2) of this section 
and has achieved a level of competency 
sufficient to function independently as 
an authorized user for medical uses au-
thorized under § 35.300. The written cer-
tification must be signed by a pre-
ceptor authorized user who meets the 
requirements in § 35.390(a), § 35.390(b), 
§ 35.392, § 35.394, or equivalent Agree-
ment State requirements. A preceptor 
authorized user, who meets the re-
quirement in § 35.390(b), must have ex-
perience in administering dosages as 
specified in § 35.390(b)(1)(ii)(G)(1) or (2).

§ 35.394 Training for the oral adminis-
tration of sodium iodide I–131 re-
quiring a written directive in quan-
tities greater than 1.22 
Gigabecquerels (33 millicuries). 

Except as provided in § 35.57, the li-
censee shall require an authorized user 
for the oral administration of sodium 
iodide I-131 requiring a written direc-
tive in quantities greater than 1.22 
Gigabecquerels (33 millicuries), to be a 
physician who— 

(a) Is certified by a medical specialty 
board whose certification process in-
cludes all of the requirements in para-
graph (c) of this section and whose cer-
tification has been recognized by the 
Commission or an Agreement State; or 

(b) Is an authorized user under 
§ 35.390(a), § 35.390(b) for uses listed in 
§ 35.390(b)(1)(ii)(G)(2), or equivalent 
Agreement State requirements; or 

(c)(1) Has successfully completed 80 
hours of classroom and laboratory 
training, applicable to the medical use 
of sodium iodide I–131 for procedures 

requiring a written directive. The 
training must include— 

(i) Radiation physics and instrumen-
tation; 

(ii) Radiation protection; 
(iii) Mathematics pertaining to the 

use and measurement of radioactivity; 
(iv) Chemistry of byproduct material 

for medical use; and 
(v) Radiation biology; and 
(2) Has work experience, under the 

supervision of an authorized user who 
meets the requirements in § 35.390(a), 
§ 35.390(b), § 35.394, or equivalent Agree-
ment State requirements. A super-
vising authorized user, who meets the 
requirements in § 35.390(b), must have 
experience in administering dosages as 
specified in § 35.390(b)(1)(ii)(G)(2). The 
work experience must involve— 

(i) Ordering, receiving, and unpack-
ing radioactive materials safely and 
performing the related radiation sur-
veys; 

(ii) Calibrating instruments used to 
determine the activity of dosages and 
performing checks for proper operation 
for survey meters; 

(iii) Calculating, measuring, and 
safely preparing patient or human re-
search subject dosages; 

(iv) Using administrative controls to 
prevent a medical event involving the 
use of byproduct material; 

(v) Using procedures to contain 
spilled byproduct material safely and 
using proper decontamination proce-
dures; and 

(vi) Administering dosages to pa-
tients or human research subjects, that 
includes at least 3 cases involving the 
oral administration of greater than 1.22 
Gigabecquerels (33 millicuries) of so-
dium iodide I-131; and 

(3) Has obtained written certification 
that the individual has satisfactorily 
completed the requirements in para-
graphs (c)(1) and (c)(2) of this section 
and has achieved a level of competency 
sufficient to function independently as 
an authorized user for medical uses au-
thorized under § 35.300. The written cer-
tification must be signed by a pre-
ceptor authorized user who meets the 
requirements in § 35.390(a), § 35.390(b), 
§ 35.394, or equivalent Agreement State 
requirements. A preceptor authorized 
user, who meets the requirements in 
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§ 35.390(b), must have experience in ad-
ministering dosages as specified in 
§ 35.390(b)(1)(ii)(G)(2).

Subpart F— Manual 
Brachytherapy

§ 35.400 Use of sources for manual 
brachytherapy. 

A licensee shall use only 
brachytherapy sources for therapeutic 
medical uses: 

(a) As approved in the Sealed Source 
and Device Registry; or 

(b) In research in accordance with an 
active Investigational Device Exemp-
tion (IDE) application accepted by the 
FDA provided the requirements of 
§ 35.49(a) are met.

§ 35.404 Surveys after source implant 
and removal. 

(a) Immediately after implanting 
sources in a patient or a human re-
search subject, the licensee shall make 
a survey to locate and account for all 
sources that have not been implanted. 

(b) Immediately after removing the 
last temporary implant source from a 
patient or a human research subject, 
the licensee shall make a survey of the 
patient or the human research subject 
with a radiation detection survey in-
strument to confirm that all sources 
have been removed. 

(c) A licensee shall retain a record of 
the surveys required by paragraphs (a) 
and (b) of this section in accordance 
with § 35.2404.

§ 35.406 Brachytherapy sources ac-
countability. 

(a) A licensee shall maintain ac-
countability at all times for all 
brachytherapy sources in storage or 
use. 

(b) As soon as possible after removing 
sources from a patient or a human re-
search subject, a licensee shall return 
brachytherapy sources to a secure stor-
age area. 

(c) A licensee shall maintain a record 
of the brachytherapy source account-
ability in accordance with § 35.2406.

§ 35.410 Safety instruction. 
In addition to the requirements of 

§ 19.12 of this chapter, 

(a) The licensee shall provide radi-
ation safety instruction, initially and 
at least annually, to personnel caring 
for patients or human research sub-
jects who are receiving brachytherapy 
and cannot be released under § 35.75. To 
satisfy this requirement, the instruc-
tion must be commensurate with the 
duties of the personnel and include 
the— 

(1) Size and appearance of the 
brachytherapy sources; 

(2) Safe handling and shielding in-
structions; 

(3) Patient or human research subject 
control; 

(4) Visitor control, including both: 
(i) Routine visitation of hospitalized 

individuals in accordance with 
§ 20.1301(a)(1) of this chapter; and 

(ii) Visitation authorized in accord-
ance with § 20.1301(c) of this chapter; 
and 

(5) Notification of the Radiation 
Safety Officer, or his or her designee, 
and an authorized user if the patient or 
the human research subject has a med-
ical emergency or dies. 

(b) A licensee shall retain a record of 
individuals receiving instruction in ac-
cordance with § 35.2310.

§ 35.415 Safety precautions. 

(a) For each patient or human re-
search subject who is receiving 
brachytherapy and cannot be released 
under § 35.75, a licensee shall— 

(1) Not quarter the patient or the 
human research subject in the same 
room as an individual who is not re-
ceiving brachytherapy; 

(2) Visibly post the patient’s or 
human research subject’s room with a 
‘‘Radioactive Materials’’ sign; and 

(3) Note on the door or in the pa-
tient’s or human research subject’s 
chart where and how long visitors may 
stay in the patient’s or human research 
subject’s room. 

(b) A licensee shall have applicable 
emergency response equipment avail-
able near each treatment room to re-
spond to a source— 

(1) Dislodged from the patient; and 
(2) Lodged within the patient fol-

lowing removal of the source applica-
tors. 
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(c) A licensee shall notify the Radi-
ation Safety Officer, or his or her des-
ignee, and an authorized user as soon 
as possible if the patient or human re-
search subject has a medical emer-
gency or dies.

§ 35.432 Calibration measurements of 
brachytherapy sources. 

(a) Before the first medical use of a 
brachytherapy source on or after Octo-
ber 24, 2002, a licensee shall have— 

(1) Determined the source output or 
activity using a dosimetry system that 
meets the requirements of § 35.630(a); 

(2) Determined source positioning ac-
curacy within applicators; and 

(3) Used published protocols cur-
rently accepted by nationally recog-
nized bodies to meet the requirements 
of paragraphs (a)(1) and (a)(2) of this 
section. 

(b) A licensee may use measurements 
provided by the source manufacturer or 
by a calibration laboratory accredited 
by the American Association of Physi-
cists in Medicine that are made in ac-
cordance with paragraph (a) of this sec-
tion. 

(c) A licensee shall mathematically 
correct the outputs or activities deter-
mined in paragraph (a) of this section 
for physical decay at intervals con-
sistent with 1 percent physical decay. 

(d) A licensee shall retain a record of 
each calibration in accordance with 
§ 35.2432.

§ 35.433 Decay of strontium-90 sources 
for ophthalmic treatments. 

(a) Only an authorized medical physi-
cist shall calculate the activity of each 
strontium-90 source that is used to de-
termine the treatment times for oph-
thalmic treatments. The decay must be 
based on the activity determined under 
§ 35.432. 

(b) A licensee shall retain a record of 
the activity of each strontium-90 
source in accordance with § 35.2433.

§ 35.457 Therapy-related computer sys-
tems. 

The licensee shall perform accept-
ance testing on the treatment planning 
system of therapy-related computer 
systems in accordance with published 
protocols accepted by nationally recog-
nized bodies. At a minimum, the ac-

ceptance testing must include, as ap-
plicable, verification of: 

(a) The source-specific input param-
eters required by the dose calculation 
algorithm; 

(b) The accuracy of dose, dwell time, 
and treatment time calculations at 
representative points; 

(c) The accuracy of isodose plots and 
graphic displays; and 

(d) The accuracy of the software used 
to determine sealed source positions 
from radiographic images.

§ 35.490 Training for use of manual 
brachytherapy sources. 

Except as provided in § 35.57, the li-
censee shall require an authorized user 
of a manual brachytherapy source for 
the uses authorized under § 35.400 to be 
a physician who— 

(a) Is certified by a medical specialty 
board whose certification process in-
cludes all of the requirements in para-
graph (b) of this section and whose cer-
tification has been recognized by the 
Commission or an Agreement State; or 

(b)(1) Has completed a structured 
educational program in basic radio-
nuclide handling techniques applicable 
to the use of manual brachytherapy 
sources that includes— 

(i) 200 hours of classroom and labora-
tory training in the following areas— 

(A) Radiation physics and instrumen-
tation; 

(B) Radiation protection; 
(C) Mathematics pertaining to the 

use and measurement of radioactivity; 
and 

(D) Radiation biology; and 
(ii) 500 hours of work experience, 

under the supervision of an authorized 
user who meets the requirements in 
§ 35.490 or equivalent Agreement State 
requirements at a medical institution, 
involving— 

(A) Ordering, receiving, and unpack-
ing radioactive materials safely and 
performing the related radiation sur-
veys; 

(B) Checking survey meters for prop-
er operation; 

(C) Preparing, implanting, and re-
moving brachytherapy sources; 

(D) Maintaining running inventories 
of material on hand; 
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(E) Using administrative controls to 
prevent a medical event involving the 
use of byproduct material; 

(F) Using emergency procedures to 
control byproduct material; and 

(2) Has obtained 3 years of supervised 
clinical experience in radiation oncol-
ogy, under an authorized user who 
meets the requirements in § 35.490 or 
equivalent Agreement State require-
ments, as part of a formal training pro-
gram approved by the Residency Re-
view Committee for Radiation Oncol-
ogy of the Accreditation Council for 
Graduate Medical Education or the 
Committee on Postdoctoral Training of 
the American Osteopathic Association. 
This experience may be obtained con-
currently with the supervised work ex-
perience required by paragraph 
(b)(1)(ii) of this section; and 

(3) Has obtained written certifi-
cation, signed by a preceptor author-
ized user who meets the requirements 
in § 35.490 or equivalent Agreement 
State requirements, that the individual 
has satisfactorily completed the re-
quirements in paragraphs (b)(1) and 
(b)(2) of this section and has achieved a 
level of competency sufficient to func-
tion independently as an authorized 
user of manual brachytherapy sources 
for the medical uses authorized under 
§ 35.400.

§ 35.491 Training for ophthalmic use of 
strontium-90. 

Except as provided in § 35.57, the li-
censee shall require the authorized 
user of strontium-90 for ophthalmic ra-
diotherapy to be a physician who— 

(a) Is an authorized user under § 35.490 
or equivalent Agreement State require-
ments; or 

(b)(1) Has completed 24 hours of class-
room and laboratory training applica-
ble to the medical use of strontium-90 
for ophthalmic radiotherapy. The 
training must include— 

(i) Radiation physics and instrumen-
tation; 

(ii) Radiation protection; 
(iii) Mathematics pertaining to the 

use and measurement of radioactivity; 
and 

(iv) Radiation biology; and 
(2) Supervised clinical training in 

ophthalmic radiotherapy under the su-
pervision of an authorized user at a 

medical institution that includes the 
use of strontium-90 for the ophthalmic 
treatment of five individuals. This su-
pervised clinical training must in-
volve— 

(i) Examination of each individual to 
be treated; 

(ii) Calculation of the dose to be ad-
ministered; 

(iii) Administration of the dose; and 
(iv) Follow up and review of each in-

dividual’s case history; and 
(3) Has obtained written certifi-

cation, signed by a preceptor author-
ized user who meets the requirements 
in § 35.490, § 35.491, or equivalent Agree-
ment State requirements, that the in-
dividual has satisfactorily completed 
the requirements in paragraphs (a) and 
(b) of this section and has achieved a 
level of competency sufficient to func-
tion independently as an authorized 
user of strontium-90 for ophthalmic 
use.

Subpart G—Sealed Sources for 
Diagnosis

§ 35.500 Use of sealed sources for diag-
nosis. 

A licensee shall use only sealed 
sources for diagnostic medical uses as 
approved in the Sealed Source and De-
vice Registry.

§ 35.590 Training for use of sealed 
sources for diagnosis. 

Except as provided in § 35.57, the li-
censee shall require the authorized 
user of a diagnostic sealed source for 
use in a device authorized under § 35.500 
to be a physician, dentist, or podiatrist 
who— 

(a) Is certified by a specialty board 
whose certification process includes all 
of the requirements in paragraph (b) of 
this section and whose certification 
has been recognized by the Commission 
or an Agreement State; or 

(b) Has had 8 hours of classroom and 
laboratory training in basic radio-
nuclide handling techniques specifi-
cally applicable to the use of the de-
vice. The training must include— 

(1) Radiation physics and instrumen-
tation; 

(2) Radiation protection; 
(3) Mathematics pertaining to the use 

and measurement of radioactivity; 
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(4) Radiation biology; and 
(5) Training in the use of the device 

for the uses requested.

Subpart H—Photon Emitting Re-
mote Afterloader Units, Tele-
therapy Units, and Gamma 
Stereotactic Radiosurgery 
Units

§ 35.600 Use of a sealed source in a re-
mote afterloader unit, teletherapy 
unit, or gamma stereotactic 
radiosurgery unit. 

A licensee shall use sealed sources in 
photon emitting remote afterloader 
units, teletherapy units, or gamma 
stereotactic radiosurgery units for 
therapeutic medical uses: 

(a) As approved in the Sealed Source 
and Device Registry; or 

(b) In research in accordance with an 
active Investigational Device Exemp-
tion (IDE) application accepted by the 
FDA provided the requirements of 
§ 35.49(a) are met.

§ 35.604 Surveys of patients and 
human research subjects treated 
with a remote afterloader unit. 

(a) Before releasing a patient or a 
human research subject from licensee 
control, a licensee shall survey the pa-
tient or the human research subject 
and the remote afterloader unit with a 
portable radiation detection survey in-
strument to confirm that the source(s) 
has been removed from the patient or 
human research subject and returned 
to the safe shielded position. 

(b) A licensee shall retain a record of 
these surveys in accordance with 
§ 35.2404.

§ 35.605 Installation, maintenance, ad-
justment, and repair. 

(a) Only a person specifically licensed 
by the Commission or an Agreement 
State shall install, maintain, adjust, or 
repair a remote afterloader unit, tele-
therapy unit, or gamma stereotactic 
radiosurgery unit that involves work 
on the source(s) shielding, the source(s) 
driving unit, or other electronic or me-
chanical component that could expose 
the source(s), reduce the shielding 
around the source(s), or compromise 
the radiation safety of the unit or the 
source(s). 

(b) Except for low dose-rate remote 
afterloader units, only a person specifi-
cally licensed by the Commission or an 
Agreement State shall install, replace, 
relocate, or remove a sealed source or 
source contained in other remote 
afterloader units, teletherapy units, or 
gamma stereotactic radiosurgery 
units. 

(c) For a low dose-rate remote 
afterloader unit, only a person specifi-
cally licensed by the Commission or an 
Agreement State or an authorized med-
ical physicist shall install, replace, re-
locate, or remove a sealed source(s) 
contained in the unit. 

(d) A licensee shall retain a record of 
the installation, maintenance, adjust-
ment, and repair of remote afterloader 
units, teletherapy units, and gamma 
stereotactic radiosurgery units in ac-
cordance with § 35.2605.

§ 35.610 Safety procedures and instruc-
tions for remote afterloader units, 
teletherapy units, and gamma 
stereotactic radiosurgery units. 

(a) A licensee shall— 
(1) Secure the unit, the console, the 

console keys, and the treatment room 
when not in use or unattended; 

(2) Permit only individuals approved 
by the authorized user, Radiation Safe-
ty Officer, or authorized medical physi-
cist to be present in the treatment 
room during treatment with the 
source(s); 

(3) Prevent dual operation of more 
than one radiation producing device in 
a treatment room if applicable; and 

(4) Develop, implement, and maintain 
written procedures for responding to an 
abnormal situation when the operator 
is unable to place the source(s) in the 
shielded position, or remove the pa-
tient or human research subject from 
the radiation field with controls from 
outside the treatment room. These pro-
cedures must include— 

(i) Instructions for responding to 
equipment failures and the names of 
the individuals responsible for imple-
menting corrective actions; 

(ii) The process for restricting access 
to and posting of the treatment area to 
minimize the risk of inadvertent expo-
sure; and 
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(iii) The names and telephone num-
bers of the authorized users, the au-
thorized medical physicist, and the Ra-
diation Safety Officer to be contacted 
if the unit or console operates abnor-
mally. 

(b) A copy of the procedures required 
by paragraph (a)(4) of this section must 
be physically located at the unit con-
sole. 

(c) A licensee shall post instructions 
at the unit console to inform the oper-
ator of— 

(1) The location of the procedures re-
quired by paragraph (a)(4) of this sec-
tion; and 

(2) The names and telephone numbers 
of the authorized users, the authorized 
medical physicist, and the Radiation 
Safety Officer to be contacted if the 
unit or console operates abnormally. 

(d) A licensee shall provide instruc-
tion, initially and at least annually, to 
all individuals who operate the unit, as 
appropriate to the individual’s assigned 
duties, in— 

(1) The procedures identified in para-
graph (a)(4) of this section; and 

(2) The operating procedures for the 
unit. 

(e) A licensee shall ensure that opera-
tors, authorized medical physicists, 
and authorized users participate in 
drills of the emergency procedures, ini-
tially and at least annually. 

(f) A licensee shall retain a record of 
individuals receiving instruction re-
quired by paragraph (d) of this section, 
in accordance with § 35.2310. 

(g) A licensee shall retain a copy of 
the procedures required by 
§§ 35.610(a)(4) and (d)(2) in accordance 
with § 35.2610.

§ 35.615 Safety precautions for remote 
afterloader units, teletherapy units, 
and gamma stereotactic 
radiosurgery units. 

(a) A licensee shall control access to 
the treatment room by a door at each 
entrance. 

(b) A licensee shall equip each en-
trance to the treatment room with an 
electrical interlock system that will— 

(1) Prevent the operator from initi-
ating the treatment cycle unless each 
treatment room entrance door is 
closed; 

(2) Cause the source(s) to be shielded 
when an entrance door is opened; and 

(3) Prevent the source(s) from being 
exposed following an interlock inter-
ruption until all treatment room en-
trance doors are closed and the 
source(s) on-off control is reset at the 
console. 

(c) A licensee shall require any indi-
vidual entering the treatment room to 
assure, through the use of appropriate 
radiation monitors, that radiation lev-
els have returned to ambient levels. 

(d) Except for low-dose remote 
afterloader units, a licensee shall con-
struct or equip each treatment room 
with viewing and intercom systems to 
permit continuous observation of the 
patient or the human research subject 
from the treatment console during ir-
radiation. 

(e) For licensed activities where 
sources are placed within the patient’s 
or human research subject’s body, a li-
censee shall only conduct treatments 
which allow for expeditious removal of 
a decoupled or jammed source. 

(f) In addition to the requirements 
specified in paragraphs (a) through (e) 
of this section, a licensee shall— 

(1) For medium dose-rate and pulsed 
dose-rate remote afterloader units, re-
quire— 

(i) An authorized medical physicist 
and either an authorized user or a phy-
sician, under the supervision of an au-
thorized user, who has been trained in 
the operation and emergency response 
for the unit to be physically present 
during the initiation of all patient 
treatments involving the unit; and 

(ii) An authorized medical physicist 
and either an authorized user or an in-
dividual, under the supervision of an 
authorized user, who has been trained 
to remove the source applicator(s) in 
the event of an emergency involving 
the unit, to be immediately available 
during continuation of all patient 
treatments involving the unit. 

(2) For high dose-rate remote 
afterloader units, require— 

(i) An authorized user and an author-
ized medical physicist to be physically 
present during the initiation of all pa-
tient treatments involving the unit; 
and 

(ii) An authorized medical physicist 
and either an authorized user or a phy-
sician, under the supervision of an au-
thorized user, who has been trained in 
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the operation and emergency response 
for the unit, to be physically present 
during continuation of all patient 
treatments involving the unit. 

(3) For gamma stereotactic 
radiosurgery units, require an author-
ized user and an authorized medical 
physicist to be physically present 
throughout all patient treatments in-
volving the unit. 

(4) Notify the Radiation Safety Offi-
cer, or his/her designee, and an author-
ized user as soon as possible if the pa-
tient or human research subject has a 
medical emergency or dies. 

(g) A licensee shall have applicable 
emergency response equipment avail-
able near each treatment room to re-
spond to a source— 

(1) Remaining in the unshielded posi-
tion; or 

(2) Lodged within the patient fol-
lowing completion of the treatment.

§ 35.630 Dosimetry equipment. 
(a) Except for low dose-rate remote 

afterloader sources where the source 
output or activity is determined by the 
manufacturer, a licensee shall have a 
calibrated dosimetry system available 
for use. To satisfy this requirement, 
one of the following two conditions 
must be met. 

(1) The system must have been cali-
brated using a system or source trace-
able to the National Institute of 
Science and Technology (NIST) and 
published protocols accepted by nation-
ally recognized bodies; or by a calibra-
tion laboratory accredited by the 
American Association of Physicists in 
Medicine (AAPM). The calibration 
must have been performed within the 
previous 2 years and after any serv-
icing that may have affected system 
calibration; or 

(2) The system must have been cali-
brated within the previous 4 years. 
Eighteen to thirty months after that 
calibration, the system must have been 
intercompared with another dosimetry 
system that was calibrated within the 
past 24 months by NIST or by a cali-
bration laboratory accredited by the 
AAPM. The results of the inter-
comparison must indicate that the 
calibration factor of the licensee’s sys-
tem had not changed by more than 2 
percent. The licensee may not use the 

intercomparison result to change the 
calibration factor. When intercom-
paring dosimetry systems to be used 
for calibrating sealed sources for thera-
peutic units, the licensee shall use a 
comparable unit with beam attenu-
ators or collimators, as applicable, and 
sources of the same radionuclide as the 
source used at the licensee’s facility. 

(b) The licensee shall have a dosim-
etry system available for use for spot-
check output measurements, if applica-
ble. To satisfy this requirement, the 
system may be compared with a sys-
tem that has been calibrated in accord-
ance with paragraph (a) of this section. 
This comparison must have been per-
formed within the previous year and 
after each servicing that may have af-
fected system calibration. The spot-
check system may be the same system 
used to meet the requirement in para-
graph (a) of this section. 

(c) The licensee shall retain a record 
of each calibration, intercomparison, 
and comparison in accordance with 
§ 35.2630.

§ 35.632 Full calibration measurements 
on teletherapy units. 

(a) A licensee authorized to use a tel-
etherapy unit for medical use shall per-
form full calibration measurements on 
each teletherapy unit— 

(1) Before the first medical use of the 
unit; and 

(2) Before medical use under the fol-
lowing conditions: 

(i) Whenever spot-check measure-
ments indicate that the output differs 
by more than 5 percent from the out-
put obtained at the last full calibration 
corrected mathematically for radio-
active decay; 

(ii) Following replacement of the 
source or following reinstallation of 
the teletherapy unit in a new location; 

(iii) Following any repair of the tele-
therapy unit that includes removal of 
the source or major repair of the com-
ponents associated with the source ex-
posure assembly; and 

(3) At intervals not exceeding 1 year. 
(b) To satisfy the requirement of 

paragraph (a) of this section, full cali-
bration measurements must include de-
termination of— 
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(1) The output within ±3 percent for 
the range of field sizes and for the dis-
tance or range of distances used for 
medical use; 

(2) The coincidence of the radiation 
field and the field indicated by the 
light beam localizing device; 

(3) The uniformity of the radiation 
field and its dependence on the orienta-
tion of the useful beam; 

(4) Timer accuracy and linearity over 
the range of use; 

(5) On-off error; and 
(6) The accuracy of all distance meas-

uring and localization devices in med-
ical use. 

(c) A licensee shall use the dosimetry 
system described in § 35.630(a) to meas-
ure the output for one set of exposure 
conditions. The remaining radiation 
measurements required in paragraph 
(b)(1) of this section may be made using 
a dosimetry system that indicates rel-
ative dose rates. 

(d) A licensee shall make full calibra-
tion measurements required by para-
graph (a) of this section in accordance 
with published protocols accepted by 
nationally recognized bodies. 

(e) A licensee shall mathematically 
correct the outputs determined in 
paragraph (b)(1) of this section for 
physical decay for intervals not ex-
ceeding 1 month for cobalt-60, 6 months 
for cesium-137, or at intervals con-
sistent with 1 percent decay for all 
other nuclides. 

(f) Full calibration measurements re-
quired by paragraph (a) of this section 
and physical decay corrections re-
quired by paragraph (e) of this section 
must be performed by the authorized 
medical physicist. 

(g) A licensee shall retain a record of 
each calibration in accordance with 
§ 35.2632.

§ 35.633 Full calibration measurements 
on remote afterloader units. 

(a) A licensee authorized to use a re-
mote afterloader unit for medical use 
shall perform full calibration measure-
ments on each unit— 

(1) Before the first medical use of the 
unit; 

(2) Before medical use under the fol-
lowing conditions: 

(i) Following replacement of the 
source or following reinstallation of 

the unit in a new location outside the 
facility; and 

(ii) Following any repair of the unit 
that includes removal of the source or 
major repair of the components associ-
ated with the source exposure assem-
bly; and 

(3) At intervals not exceeding 1 quar-
ter for high dose-rate, medium dose-
rate, and pulsed dose-rate remote 
afterloader units with sources whose 
half-life exceeds 75 days; and 

(4) At intervals not exceeding 1 year 
for low dose-rate remote afterloader 
units. 

(b) To satisfy the requirement of 
paragraph (a) of this section, full cali-
bration measurements must include, as 
applicable, determination of: 

(1) The output within ± 5 percent; 
(2) Source positioning accuracy to 

within ±1 millimeter; 
(3) Source retraction with backup 

battery upon power failure; 
(4) Length of the source transfer 

tubes; 
(5) Timer accuracy and linearity over 

the typical range of use; 
(6) Length of the applicators; and 
(7) Function of the source transfer 

tubes, applicators, and transfer tube-
applicator interfaces. 

(c) A licensee shall use the dosimetry 
system described in § 35.630(a) to meas-
ure the output. 

(d) A licensee shall make full calibra-
tion measurements required by para-
graph (a) of this section in accordance 
with published protocols accepted by 
nationally recognized bodies. 

(e) In addition to the requirements 
for full calibrations for low dose-rate 
remote afterloader units in paragraph 
(b) of this section, a licensee shall per-
form an autoradiograph of the 
source(s) to verify inventory and 
source(s) arrangement at intervals not 
exceeding 1 quarter. 

(f) For low dose-rate remote 
afterloader units, a licensee may use 
measurements provided by the source 
manufacturer that are made in accord-
ance with paragraphs (a) through (e) of 
this section. 

(g) A licensee shall mathematically 
correct the outputs determined in 
paragraph (b)(1) of this section for 
physical decay at intervals consistent 
with 1 percent physical decay. 
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(h) Full calibration measurements 
required by paragraph (a) of this sec-
tion and physical decay corrections re-
quired by paragraph (g) of this section 
must be performed by the authorized 
medical physicist. 

(i) A licensee shall retain a record of 
each calibration in accordance with 
§ 35.2632.

§ 35.635 Full calibration measurements 
on gamma stereotactic radiosurgery 
units. 

(a) A licensee authorized to use a 
gamma stereotactic radiosurgery unit 
for medical use shall perform full cali-
bration measurements on each unit— 

(1) Before the first medical use of the 
unit; 

(2) Before medical use under the fol-
lowing conditions— 

(i) Whenever spot-check measure-
ments indicate that the output differs 
by more than 5 percent from the out-
put obtained at the last full calibration 
corrected mathematically for radio-
active decay; 

(ii) Following replacement of the 
sources or following reinstallation of 
the gamma stereotactic radiosurgery 
unit in a new location; and 

(iii) Following any repair of the 
gamma stereotactic radiosurgery unit 
that includes removal of the sources or 
major repair of the components associ-
ated with the source assembly; and 

(3) At intervals not exceeding 1 year, 
with the exception that relative helmet 
factors need only be determined before 
the first medical use of a helmet and 
following any damage to a helmet. 

(b) To satisfy the requirement of 
paragraph (a) of this section, full cali-
bration measurements must include de-
termination of— 

(1) The output within ±3 percent; 
(2) Relative helmet factors; 
(3) Isocenter coincidence; 
(4) Timer accuracy and linearity over 

the range of use; 
(5) On-off error; 
(6) Trunnion centricity; 
(7) Treatment table retraction mech-

anism, using backup battery power or 
hydraulic backups with the unit off; 

(8) Helmet microswitches; 
(9) Emergency timing circuits; and 
(10) Stereotactic frames and local-

izing devices (trunnions). 

(c) A licensee shall use the dosimetry 
system described in § 35.630(a) to meas-
ure the output for one set of exposure 
conditions. The remaining radiation 
measurements required in paragraph 
(b)(1) of this section may be made using 
a dosimetry system that indicates rel-
ative dose rates. 

(d) A licensee shall make full calibra-
tion measurements required by para-
graph (a) of this section in accordance 
with published protocols accepted by 
nationally recognized bodies. 

(e) A licensee shall mathematically 
correct the outputs determined in 
paragraph (b)(1) of this section at in-
tervals not exceeding 1 month for co-
balt-60 and at intervals consistent with 
1 percent physical decay for all other 
radionuclides. 

(f) Full calibration measurements re-
quired by paragraph (a) of this section 
and physical decay corrections re-
quired by paragraph (e) of this section 
must be performed by the authorized 
medical physicist. 

(g) A licensee shall retain a record of 
each calibration in accordance with 
§ 35.2632.

§ 35.642 Periodic spot-checks for tele-
therapy units. 

(a) A licensee authorized to use tele-
therapy units for medical use shall per-
form output spot-checks on each tele-
therapy unit once in each calendar 
month that include determination of— 

(1) Timer accuracy, and timer lin-
earity over the range of use; 

(2) On-off error; 
(3) The coincidence of the radiation 

field and the field indicated by the 
light beam localizing device; 

(4) The accuracy of all distance meas-
uring and localization devices used for 
medical use; 

(5) The output for one typical set of 
operating conditions measured with 
the dosimetry system described in 
§ 35.630(b); and 

(6) The difference between the meas-
urement made in paragraph (a)(5) of 
this section and the anticipated out-
put, expressed as a percentage of the 
anticipated output (i.e., the value ob-
tained at last full calibration corrected 
mathematically for physical decay). 

(b) A licensee shall perform measure-
ments required by paragraph (a) of this 
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section in accordance with written pro-
cedures established by the authorized 
medical physicist. That individual need 
not actually perform the spot-check 
measurements. 

(c) A licensee shall have the author-
ized medical physicist review the re-
sults of each spot-check within 15 days. 
The authorized medical physicist shall 
notify the licensee as soon as possible 
in writing of the results of each spot-
check. 

(d) A licensee authorized to use a tel-
etherapy unit for medical use shall per-
form safety spot-checks of each tele-
therapy facility once in each calendar 
month and after each source installa-
tion to assure proper operation of— 

(1) Electrical interlocks at each tele-
therapy room entrance; 

(2) Electrical or mechanical stops in-
stalled for the purpose of limiting use 
of the primary beam of radiation (re-
striction of source housing angulation 
or elevation, carriage or stand travel 
and operation of the beam on-off mech-
anism); 

(3) Source exposure indicator lights 
on the teletherapy unit, on the control 
console, and in the facility; 

(4) Viewing and intercom systems; 
(5) Treatment room doors from inside 

and outside the treatment room; and 
(6) Electrically assisted treatment 

room doors with the teletherapy unit 
electrical power turned off. 

(e) If the results of the checks re-
quired in paragraph (d) of this section 
indicate the malfunction of any sys-
tem, a licensee shall lock the control 
console in the off position and not use 
the unit except as may be necessary to 
repair, replace, or check the malfunc-
tioning system. 

(f) A licensee shall retain a record of 
each spot-check required by paragraphs 
(a) and (d) of this section, and a copy of 
the procedures required by paragraph 
(b), in accordance with § 35.2642.

§ 35.643 Periodic spot-checks for re-
mote afterloader units. 

(a) A licensee authorized to use a re-
mote afterloader unit for medical use 
shall perform spot-checks of each re-
mote afterloader facility and on each 
unit— 

(1) Before the first use of a high dose-
rate, medium dose-rate, or pulsed dose-
rate remote afterloader unit on a given 
day; 

(2) Before each patient treatment 
with a low dose-rate remote afterloader 
unit; and 

(3) After each source installation. 
(b) A licensee shall perform the 

measurements required by paragraph 
(a) of this section in accordance with 
written procedures established by the 
authorized medical physicist. That in-
dividual need not actually perform the 
spot check measurements. 

(c) A licensee shall have the author-
ized medical physicist review the re-
sults of each spot-check within 15 days. 
The authorized medical physicist shall 
notify the licensee as soon as possible 
in writing of the results of each spot-
check. 

(d) To satisfy the requirements of 
paragraph (a) of this section, spot-
checks must, at a minimum, assure 
proper operation of— 

(1) Electrical interlocks at each re-
mote afterloader unit room entrance; 

(2) Source exposure indicator lights 
on the remote afterloader unit, on the 
control console, and in the facility; 

(3) Viewing and intercom systems in 
each high dose-rate, medium dose-rate, 
and pulsed dose-rate remote 
afterloader facility; 

(4) Emergency response equipment; 
(5) Radiation monitors used to indi-

cate the source position; 
(6) Timer accuracy; 
(7) Clock (date and time) in the unit’s 

computer; and 
(8) Decayed source(s) activity in the 

unit’s computer. 
(e) If the results of the checks re-

quired in paragraph (d) of this section 
indicate the malfunction of any sys-
tem, a licensee shall lock the control 
console in the off position and not use 
the unit except as may be necessary to 
repair, replace, or check the malfunc-
tioning system. 

(f) A licensee shall retain a record of 
each check required by paragraph (d) of 
this section and a copy of the proce-
dures required by paragraph (b) of this 
section in accordance with § 35.2643.
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§ 35.645 Periodic spot-checks for 
gamma stereotactic radiosurgery 
units. 

(a) A licensee authorized to use a 
gamma stereotactic radiosurgery unit 
for medical use shall perform spot-
checks of each gamma stereotactic 
radiosurgery facility and on each 
unit— 

(1) Monthly; 
(2) Before the first use of the unit on 

a given day; and 
(3) After each source installation. 
(b) A licensee shall— 
(1) Perform the measurements re-

quired by paragraph (a) of this section 
in accordance with written procedures 
established by the authorized medical 
physicist. That individual need not ac-
tually perform the spot check measure-
ments. 

(2) Have the authorized medical phys-
icist review the results of each spot-
check within 15 days. The authorized 
medical physicist shall notify the li-
censee as soon as possible in writing of 
the results of each spot-check. 

(c) To satisfy the requirements of 
paragraph (a)(1) of this section, spot-
checks must, at a minimum— 

(1) Assure proper operation of— 
(i) Treatment table retraction mech-

anism, using backup battery power or 
hydraulic backups with the unit off; 

(ii) Helmet microswitches; 
(iii) Emergency timing circuits; and 
(iv) Stereotactic frames and local-

izing devices (trunnions). 
(2) Determine— 
(i) The output for one typical set of 

operating conditions measured with 
the dosimetry system described in 
§ 35.630(b); 

(ii) The difference between the meas-
urement made in paragraph (c)(2)(i) of 
this section and the anticipated out-
put, expressed as a percentage of the 
anticipated output (i.e., the value ob-
tained at last full calibration corrected 
mathematically for physical decay); 

(iii) Source output against computer 
calculation; 

(iv) Timer accuracy and linearity 
over the range of use; 

(v) On-off error; and 
(vi) Trunnion centricity. 
(d) To satisfy the requirements of 

paragraphs (a)(2) and (a)(3) of this sec-

tion, spot-checks must assure proper 
operation of— 

(1) Electrical interlocks at each 
gamma stereotactic radiosurgery room 
entrance; 

(2) Source exposure indicator lights 
on the gamma stereotactic 
radiosurgery unit, on the control con-
sole, and in the facility; 

(3) Viewing and intercom systems; 
(4) Timer termination; 
(5) Radiation monitors used to indi-

cate room exposures; and 
(6) Emergency off buttons. 
(e) A licensee shall arrange for the 

repair of any system identified in para-
graph (c) of this section that is not op-
erating properly as soon as possible. 

(f) If the results of the checks re-
quired in paragraph (d) of this section 
indicate the malfunction of any sys-
tem, a licensee shall lock the control 
console in the off position and not use 
the unit except as may be necessary to 
repair, replace, or check the malfunc-
tioning system. 

(g) A licensee shall retain a record of 
each check required by paragraphs (c) 
and (d) and a copy of the procedures re-
quired by paragraph (b) of this section 
in accordance with § 35.2645.

§ 35.647 Additional technical require-
ments for mobile remote 
afterloader units. 

(a) A licensee providing mobile re-
mote afterloader service shall— 

(1) Check survey instruments before 
medical use at each address of use or 
on each day of use, whichever is more 
frequent; and 

(2) Account for all sources before de-
parture from a client’s address of use. 

(b) In addition to the periodic spot-
checks required by § 35.643, a licensee 
authorized to use mobile afterloaders 
for medical use shall perform checks 
on each remote afterloader unit before 
use at each address of use. At a min-
imum, checks must be made to verify 
the operation of— 

(1) Electrical interlocks on treat-
ment area access points; 

(2) Source exposure indicator lights 
on the remote afterloader unit, on the 
control console, and in the facility; 

(3) Viewing and intercom systems; 
(4) Applicators, source transfer tubes, 

and transfer tube-applicator interfaces; 
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(5) Radiation monitors used to indi-
cate room exposures; 

(6) Source positioning (accuracy); and 
(7) Radiation monitors used to indi-

cate whether the source has returned 
to a safe shielded position. 

(c) In addition to the requirements 
for checks in paragraph (b) of this sec-
tion, a licensee shall ensure overall 
proper operation of the remote 
afterloader unit by conducting a simu-
lated cycle of treatment before use at 
each address of use. 

(d) If the results of the checks re-
quired in paragraph (b) of this section 
indicate the malfunction of any sys-
tem, a licensee shall lock the control 
console in the off position and not use 
the unit except as may be necessary to 
repair, replace, or check the malfunc-
tioning system. 

(e) A licensee shall retain a record of 
each check required by paragraph (b) of 
this section in accordance with 
§ 35.2647.

§ 35.652 Radiation surveys. 
(a) In addition to the survey require-

ment in § 20.1501 of this chapter, a per-
son licensed under this subpart shall 
make surveys to ensure that the max-
imum radiation levels and average ra-
diation levels from the surface of the 
main source safe with the source(s) in 
the shielded position do not exceed the 
levels stated in the Sealed Source and 
Device Registry. 

(b) The licensee shall make the sur-
vey required by paragraph (a) of this 
section at installation of a new source 
and following repairs to the source(s) 
shielding, the source(s) driving unit, or 
other electronic or mechanical compo-
nent that could expose the source, re-
duce the shielding around the 
source(s), or compromise the radiation 
safety of the unit or the source(s). 

(c) A licensee shall retain a record of 
the radiation surveys required by para-
graph (a) of this section in accordance 
with § 35.2652.

§ 35.655 Five-year inspection for tele-
therapy and gamma stereotactic 
radiosurgery units. 

(a) A licensee shall have each tele-
therapy unit and gamma stereotactic 
radiosurgery unit fully inspected and 
serviced during source replacement or 

at intervals not to exceed 5 years, 
whichever comes first, to assure proper 
functioning of the source exposure 
mechanism. 

(b) This inspection and servicing may 
only be performed by persons specifi-
cally licensed to do so by the Commis-
sion or an Agreement State. 

(c) A licensee shall keep a record of 
the inspection and servicing in accord-
ance with § 35.2655.

§ 35.657 Therapy-related computer sys-
tems. 

The licensee shall perform accept-
ance testing on the treatment planning 
system of therapy-related computer 
systems in accordance with published 
protocols accepted by nationally recog-
nized bodies. At a minimum, the ac-
ceptance testing must include, as ap-
plicable, verification of: 

(a) The source-specific input param-
eters required by the dose calculation 
algorithm; 

(b) The accuracy of dose, dwell time, 
and treatment time calculations at 
representative points; 

(c) The accuracy of isodose plots and 
graphic displays; 

(d) The accuracy of the software used 
to determine sealed source positions 
from radiographic images; and 

(e) The accuracy of electronic trans-
fer of the treatment delivery param-
eters to the treatment delivery unit 
from the treatment planning system.

§ 35.690 Training for use of remote 
afterloader units, teletherapy units, 
and gamma stereotactic 
radiosurgery units. 

Except as provided in § 35.57, the li-
censee shall require an authorized user 
of a sealed source for a use authorized 
under § 35.600 to be a physician who— 

(a) Is certified by a medical specialty 
board whose certification process in-
cludes all of the requirements in para-
graph (b) of this section and whose cer-
tification has been recognized by the 
Commission or an Agreement State; or 

(b)(1) Has completed a structured 
educational program in basic radio-
nuclide techniques applicable to the 
use of a sealed source in a therapeutic 
medical unit that includes— 

(i) 200 hours of classroom and labora-
tory training in the following areas— 
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(A) Radiation physics and instrumen-
tation; 

(B) Radiation protection; 
(C) Mathematics pertaining to the 

use and measurement of radioactivity; 
and 

(D) Radiation biology; and 
(ii) 500 hours of work experience, 

under the supervision of an authorized 
user who meets the requirements in 
§ 35.690 or equivalent Agreement State 
requirements at a medical institution, 
involving— 

(A) Reviewing full calibration meas-
urements and periodic spot-checks; 

(B) Preparing treatment plans and 
calculating treatment doses and times; 

(C) Using administrative controls to 
prevent a medical event involving the 
use of byproduct material; 

(D) Implementing emergency proce-
dures to be followed in the event of the 
abnormal operation of the medical unit 
or console; 

(E) Checking and using survey me-
ters; and 

(F) Selecting the proper dose and how 
it is to be administered; and 

(2) Has completed 3 years of super-
vised clinical experience in radiation 
oncology, under an authorized user 
who meets the requirements in § 35.690 
or equivalent Agreement State require-
ments, as part of a formal training pro-
gram approved by the Residency Re-
view Committee for Radiation Oncol-
ogy of the Accreditation Council for 
Graduate Medical Education or the 
Committee on Postdoctoral Training of 
the American Osteopathic Association. 
This experience may be obtained con-
currently with the supervised work ex-
perience required by paragraph 
(b)(1)(ii) of this section; and 

(3) Has obtained written certification 
that the individual has satisfactorily 
completed the requirements in para-
graphs (b)(1) and (b)(2) of this section 
and has achieved a level of competency 
sufficient to function independently as 
an authorized user of each type of 
therapeutic medical unit for which the 
individual is requesting authorized 
user status. The written certification 
must be signed by a preceptor author-
ized user who meets the requirements 
in § 35.690 or equivalent Agreement 
State requirements for an authorized 
user for each type of therapeutic med-

ical unit for which the individual is re-
questing authorized user status.

Subpart I [Reserved]

Subpart J—Training and 
Experience Requirements

§ 35.900 Radiation Safety Officer. 

Except as provided in § 35.57, the li-
censee shall require an individual ful-
filling the responsibilities of the Radi-
ation Safety Officer as provided in 
§ 35.24 to be an individual who— 

(a) Is certified by the— 
(1) American Board of Health Physics 

in Comprehensive Health Physics; 
(2) American Board of Radiology; 
(3) American Board of Nuclear Medi-

cine; 
(4) American Board of Science in Nu-

clear Medicine; 
(5) Board of Pharmaceutical Special-

ties in Nuclear Pharmacy; 
(6) American Board of Medical Phys-

ics in radiation oncology physics; 
(7) Royal College of Physicians and 

Surgeons of Canada in nuclear medi-
cine; 

(8) American Osteopathic Board of 
Radiology; or 

(9) American Osteopathic Board of 
Nuclear Medicine; or 

(b) Has had classroom and laboratory 
training and experience as follows— 

(1) 200 hours of classroom and labora-
tory training that includes— 

(i) Radiation physics and instrumen-
tation; 

(ii) Radiation protection; 
(iii) Mathematics pertaining to the 

use and measurement of radioactivity; 
(iv) Radiation biology; and 
(v) Radiopharmaceutical chemistry; 

and 
(2) One year of full time experience 

as a radiation safety technologist at a 
medical institution under the super-
vision of the individual identified as 
the Radiation Safety Officer on a Com-
mission or Agreement State license 
that authorizes the medical use of by-
product material; or 

(c) Is an authorized user identified on 
the licensee’s license.
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§ 35.910 Training for uptake, dilution, 
and excretion studies. 

Except as provided in § 35.57, the li-
censee shall require the authorized 
user of a radiopharmaceutical in 
§ 35.100(a) to be a physician who— 

(a) Is certified in— 
(1) Nuclear medicine by the Amer-

ican Board of Nuclear Medicine; 
(2) Diagnostic radiology by the Amer-

ican Board of Radiology; 
(3) Diagnostic radiology or radiology 

by the American Osteopathic Board of 
Radiology; 

(4) Nuclear medicine by the Royal 
College of Physicians and Surgeons of 
Canada; or 

(5) American Osteopathic Board of 
Nuclear Medicine in nuclear medicine; 
or 

(b) Has had classroom and laboratory 
training in basic radioisotope handling 
techniques applicable to the use of pre-
pared radiopharmaceuticals, and super-
vised clinical experience as follows— 

(1) 40 hours of classroom and labora-
tory training that includes— 

(i) Radiation physics and instrumen-
tation; 

(ii) Radiation protection; 
(iii) Mathematics pertaining to the 

use and measurement of radioactivity; 
(iv) Radiation biology; and 
(v) Radiopharmaceutical chemistry; 

and 
(2) 20 hours of supervised clinical ex-

perience under the supervision of an 
authorized user and that includes— 

(i) Examining patients or human re-
search subjects and reviewing their 
case histories to determine their suit-
ability for radioisotope diagnosis, limi-
tations, or contraindications; 

(ii) Selecting the suitable radio-
pharmaceuticals and calculating and 
measuring the dosages; 

(iii) Administering dosages to pa-
tients or human research subjects and 
using syringe radiation shields; 

(iv) Collaborating with the author-
ized user in the interpretation of radio-
isotope test results; and 

(v) Patient or human research sub-
ject follow up; or 

(c) Has successfully completed a 6-
month training program in nuclear 
medicine as part of a training program 
that has been approved by the Accredi-
tation Council for Graduate Medical 

Education and that included classroom 
and laboratory training, work experi-
ence, and supervised clinical experi-
ence in all the topics identified in para-
graph (b) of this section.

§ 35.920 Training for imaging and lo-
calization studies. 

Except as provided in § 35.57, the li-
censee shall require the authorized 
user of a radiopharmaceutical, gener-
ator, or reagent kit in § 35.200(a) to be 
a physician who— 

(a) Is certified in— 
(1) Nuclear medicine by the Amer-

ican Board of Nuclear Medicine; 
(2) Diagnostic radiology by the Amer-

ican Board of Radiology; 
(3) Diagnostic radiology or radiology 

by the American Osteopathic Board of 
Radiology; 

(4) Nuclear medicine by the Royal 
College of Physicians and Surgeons of 
Canada; or 

(5) American Osteopathic Board of 
Nuclear Medicine in nuclear medicine; 
or 

(b) Has had classroom and laboratory 
training in basic radioisotope handling 
techniques applicable to the use of pre-
pared radiopharmaceuticals, genera-
tors, and reagent kits, supervised work 
experience, and supervised clinical ex-
perience as follows— 

(1) 200 hours of classroom and labora-
tory training that includes— 

(i) Radiation physics and instrumen-
tation; 

(ii) Radiation protection; 
(iii) Mathematics pertaining to the 

use and measurement of radioactivity; 
(iv) Radiopharmaceutical chemistry; 

and 
(v) Radiation biology; and 
(2) 500 hours of supervised work expe-

rience under the supervision of an au-
thorized user that includes— 

(i) Ordering, receiving, and unpack-
ing radioactive materials safely and 
performing the related radiation sur-
veys; 

(ii) Calibrating dose calibrators and 
diagnostic instruments and performing 
checks for proper operation of survey 
meters; 

(iii) Calculating and safely preparing 
patient or human research subject dos-
ages; 
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(iv) Using administrative controls to 
prevent the medical event of byproduct 
material; 

(v) Using procedures to contain 
spilled byproduct material safely and 
using proper decontamination proce-
dures; and 

(vi) Eluting technetium-99m from 
generator systems, measuring and test-
ing the eluate for molybdenum-99 and 
alumina contamination, and processing 
the eluate with reagent kits to prepare 
technetium-99m labeled radiopharma-
ceuticals; and 

(3) 500 hours of supervised clinical ex-
perience under the supervision of an 
authorized user that includes— 

(i) Examining patients or human re-
search subjects and reviewing their 
case histories to determine their suit-
ability for radioisotope diagnosis, limi-
tations, or contraindications; 

(ii) Selecting the suitable radio-
pharmaceuticals and calculating and 
measuring the dosages; 

(iii) Administering dosages to pa-
tients or human research subjects and 
using syringe radiation shields; 

(iv) Collaborating with the author-
ized user in the interpretation of radio-
isotope test results; and 

(v) Patient or human research sub-
ject follow up; or 

(c) Has successfully completed a 6-
month training program in nuclear 
medicine that has been approved by the 
Accreditation Council for Graduate 
Medical Education and that included 
classroom and laboratory training, 
work experience, and supervised clin-
ical experience in all the topics identi-
fied in paragraph (b) of this section.

§ 35.930 Training for therapeutic use 
of unsealed byproduct material. 

Except as provided in § 35.57, the li-
censee shall require the authorized 
user of radiopharmaceuticals in § 35.300 
to be a physician who— 

(a) Is certified by— 
(1) The American Board of Nuclear 

Medicine; 
(2) The American Board of Radiology 

in radiology, therapeutic radiology, or 
radiation oncology; 

(3) The Royal College of Physicians 
and Surgeons of Canada in nuclear 
medicine; or 

(4) The American Osteopathic Board 
of Radiology after 1984; or 

(b) Has had classroom and laboratory 
training in basic radioisotope handling 
techniques applicable to the use of 
therapeutic radiopharmaceuticals, and 
supervised clinical experience as fol-
lows— 

(1) 80 hours of classroom and labora-
tory training that includes— 

(i) Radiation physics and instrumen-
tation; 

(ii) Radiation protection; 
(iii) Mathematics pertaining to the 

use and measurement of radioactivity; 
and 

(iv) Radiation biology; and 
(2) Supervised clinical experience 

under the supervision of an authorized 
user at a medical institution that in-
cludes— 

(i) Use of iodine-131 for diagnosis of 
thyroid function and the treatment of 
hyperthyroidism or cardiac dysfunc-
tion in 10 individuals; and 

(ii) Use of iodine-131 for treatment of 
thyroid carcinoma in 3 individuals.

§ 35.932 Training for treatment of hy-
perthyroidism. 

Except as provided in § 35.57, the li-
censee shall require the authorized 
user of only iodine-131 for the treat-
ment of hyperthyroidism to be a physi-
cian with special experience in thyroid 
disease who has had classroom and lab-
oratory training in basic radioisotope 
handling techniques applicable to the 
use of iodine-131 for treating hyper-
thyroidism, and supervised clinical ex-
perience as follows— 

(a) 80 hours of classroom and labora-
tory training that includes— 

(1) Radiation physics and instrumen-
tation; 

(2) Radiation protection, 
(3) Mathematics pertaining to the use 

and measurement of radioactivity; and 
(4) Radiation biology; and 
(b) Supervised clinical experience 

under the supervision of an authorized 
user that includes the use of iodine-131 
for diagnosis of thyroid function, and 
the treatment of hyperthyroidism in 10 
individuals.
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§ 35.934 Training for treatment of thy-
roid carcinoma. 

Except as provided in § 35.57, the li-
censee shall require the authorized 
user of only iodine-131 for the treat-
ment of thyroid carcinoma to be a phy-
sician with special experience in thy-
roid disease who has had classroom and 
laboratory training in basic radioiso-
tope handling techniques applicable to 
the use of iodine-131 for treating thy-
roid carcinoma, and supervised clinical 
experience as follows— 

(a) 80 hours of classroom and labora-
tory training that includes— 

(1) Radiation physics and instrumen-
tation; 

(2) Radiation protection; 
(3) Mathematics pertaining to the use 

and measurement of radioactivity; and 
(4) Radiation biology; and 
(b) Supervised clinical experience 

under the supervision of an authorized 
user that includes the use of iodine-131 
for the treatment of thyroid carcinoma 
in 3 individuals.

§ 35.940 Training for use of 
brachytherapy sources. 

Except as provided in § 35.57, the li-
censee shall require the authorized 
user of a brachytherapy source listed 
in § 35.400 for therapy to be a physician 
who— 

(a) Is certified in— 
(1) Radiology, therapeutic radiology, 

or radiation oncology by the American 
Board of Radiology; 

(2) Radiation oncology by the Amer-
ican Osteopathic Board of Radiology; 

(3) Radiology, with specialization in 
radiotherapy, as a British ‘‘Fellow of 
the Faculty of Radiology’’ or ‘‘Fellow 
of the Royal College of Radiology’’; or 

(4) Therapeutic radiology by the Ca-
nadian Royal College of Physicians and 
Surgeons; or 

(b) Is in the active practice of thera-
peutic radiology, has had classroom 
and laboratory training in radioisotope 
handling techniques applicable to the 
therapeutic use of brachytherapy 
sources, supervised work experience, 
and supervised clinical experience as 
follows— 

(1) 200 hours of classroom and labora-
tory training that includes— 

(i) Radiation physics and instrumen-
tation; 

(ii) Radiation protection; 
(iii) Mathematics pertaining to the 

use and measurement of radioactivity; 
and 

(iv) Radiation biology; 
(2) 500 hours of supervised work expe-

rience under the supervision of an au-
thorized user at a medical institution 
that includes— 

(i) Ordering, receiving, and unpack-
ing radioactive materials safely and 
performing the related radiation sur-
veys; 

(ii) Checking survey meters for prop-
er operation; 

(iii) Preparing, implanting, and re-
moving sealed sources; 

(iv) Maintaining running inventories 
of material on hand; 

(v) Using administrative controls to 
prevent a medical event involving by-
product material; and 

(vi) Using emergency procedures to 
control byproduct material; and 

(3) Three years of supervised clinical 
experience that includes one year in a 
formal training program approved by 
the Residency Review Committee for 
Radiology of the Accreditation Council 
for Graduate Medical Education or the 
Committee on Postdoctoral Training of 
the American Osteopathic Association, 
and an additional two years of clinical 
experience in therapeutic radiology 
under the supervision of an authorized 
user at a medical institution that in-
cludes— 

(i) Examining individuals and review-
ing their case histories to determine 
their suitability for brachytherapy 
treatment, and any limitations or con-
traindications; 

(ii) Selecting the proper 
brachytherapy sources and dose and 
method of administration; 

(iii) Calculating the dose; and 
(iv) Post-administration follow up 

and review of case histories in collabo-
ration with the authorized user.

§ 35.941 Training for ophthalmic use of 
strontium-90. 

Except as provided in § 35.57, the li-
censee shall require the authorized 
user of only strontium-90 for oph-
thalmic radiotherapy to be a physician 
who is in the active practice of thera-
peutic radiology or ophthalmology, and 
has had classroom and laboratory 
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training in basic radioisotope handling 
techniques applicable to the use of 
strontium-90 for ophthalmic radio-
therapy, and a period of supervised 
clinical training in ophthalmic radio-
therapy as follows— 

(a) 24 hours of classroom and labora-
tory training that includes— 

(1) Radiation physics and instrumen-
tation; 

(2) Radiation protection; 
(3) Mathematics pertaining to the use 

and measurement of radioactivity; and 
(4) Radiation biology; 
(b) Supervised clinical training in 

ophthalmic radiotherapy under the su-
pervision of an authorized user at a 
medical institution that includes the 
use of strontium-90 for the ophthalmic 
treatment of five individuals that in-
cludes— 

(1) Examination of each individual to 
be treated; 

(2) Calculation of the dose to be ad-
ministered; 

(3) Administration of the dose; and 
(4) Follow up and review of each indi-

vidual’s case history.

§ 35.950 Training for use of sealed 
sources for diagnosis. 

Except as provided in § 35.57, the li-
censee shall require the authorized 
user of a sealed source in a device list-
ed in § 35.500 to be a physician, dentist, 
or podiatrist who— 

(a) Is certified in— 
(1) Radiology, diagnostic radiology, 

therapeutic radiology, or radiation on-
cology by the American Board of Radi-
ology; 

(2) Nuclear medicine by the Amer-
ican Board of Nuclear Medicine; 

(3) Diagnostic radiology or radiology 
by the American Osteopathic Board of 
Radiology; or 

(4) Nuclear medicine by the Royal 
College of Physicians and Surgeons of 
Canada; or 

(b) Has had 8 hours of classroom and 
laboratory training in basic radioiso-
tope handling techniques specifically 
applicable to the use of the device that 
includes— 

(1) Radiation physics, mathematics 
pertaining to the use and measurement 
of radioactivity, and instrumentation; 

(2) Radiation biology; 
(3) Radiation protection; and 

(4) Training in the use of the device 
for the uses requested.

§ 35.960 Training for use of thera-
peutic medical devices. 

Except as provided in § 35.57, the li-
censee shall require the authorized 
user of a sealed source listed in § 35.600 
to be a physician who— 

(a) Is certified in— 
(1) Radiology, therapeutic radiology, 

or radiation oncology by the American 
Board of Radiology; 

(2) Radiation oncology by the Amer-
ican Osteopathic Board of Radiology; 

(3) Radiology, with specialization in 
radiotherapy, as a British ‘‘Fellow of 
the Faculty of Radiology’’ or ‘‘Fellow 
of the Royal College of Radiology’’; or 

(4) Therapeutic radiology by the Ca-
nadian Royal College of Physicians and 
Surgeons; or 

(b) Is in the active practice of thera-
peutic radiology, and has had class-
room and laboratory training in basic 
radioisotope techniques applicable to 
the use of a sealed source in a thera-
peutic medical device, supervised work 
experience, and supervised clinical ex-
perience as follows— 

(1) 200 hours of classroom and labora-
tory training that includes— 

(i) Radiation physics and instrumen-
tation; 

(ii) Radiation protection; 
(iii) Mathematics pertaining to the 

use and measurement of radioactivity; 
and 

(iv) Radiation biology; 
(2) 500 hours of supervised work expe-

rience under the supervision of an au-
thorized user at a medical institution 
that includes— 

(i) Review of the full calibration 
measurements and periodic spot-
checks; 

(ii) Preparing treatment plans and 
calculating treatment times; 

(iii) Using administrative controls to 
prevent medical events; 

(iv) Implementing emergency proce-
dures to be followed in the event of the 
abnormal operation of the medical de-
vice or console; and 

(v) Checking and using survey me-
ters; and 

(3) Three years of supervised clinical 
experience that includes one year in a 
formal training program approved by 
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the Residency Review Committee for 
Radiology of the Accreditation Council 
for Graduate Medical Education or the 
Committee on Postdoctoral Training of 
the American Osteopathic Association 
and an additional two years of clinical 
experience in therapeutic radiology 
under the supervision of an authorized 
user at a medical institution that in-
cludes— 

(i) Examining individuals and review-
ing their case histories to determine 
their suitability for teletherapy, re-
mote afterloader, or gamma 
stereotactic radiosurgery treatment, 
and any limitations or contraindica-
tions; 

(ii) Selecting the proper dose and how 
it is to be administered; 

(iii) Calculating the doses and col-
laborating with the authorized user in 
the review of patients’ or human re-
search subjects’ progress and consider-
ation of the need to modify originally 
prescribed doses as warranted by pa-
tients’ or human research subjects’ re-
action to radiation; and 

(iv) Post-administration follow up 
and review of case histories.

§ 35.961 Training for authorized med-
ical physicist. 

The licensee shall require the author-
ized medical physicist to be an indi-
vidual who— 

(a) Is certified by the American 
Board of Radiology in— 

(1) Therapeutic radiological physics; 
(2) Roentgen ray and gamma ray 

physics; 
(3) X-ray and radium physics; or 
(4) Radiological physics; or 
(b) Is certified by the American 

Board of Medical Physics in radiation 
oncology physics; or 

(c) Holds a master’s or doctor’s de-
gree in physics, biophysics, radio-
logical physics, or health physics, and 
has completed 1 year of full time train-
ing in therapeutic radiological physics 
and an additional year of full time 
work experience under the supervision 
of a medical physicist at a medical in-
stitution that includes the tasks listed 
in §§ 35.67, 35.632, 35.633, 35.635, 35.642, 
35.643, 35.644, 35.645 and 35.652, as appli-
cable.

§ 35.980 Training for an authorized nu-
clear pharmacist. 

The licensee shall require the author-
ized nuclear pharmacist to be a phar-
macist who— 

(a) Has current board certification as 
a nuclear pharmacist by the Board of 
Pharmaceutical Specialties; or 

(b)(1) Has completed 700 hours in a 
structured educational program con-
sisting of both— 

(i) Didactic training in the following 
areas: 

(A) Radiation physics and instrumen-
tation; 

(B) Radiation protection; 
(C) Mathematics pertaining to the 

use and measurement of radioactivity; 
(D) Chemistry of byproduct material 

for medical use; and 
(E) Radiation biology; and 
(ii) Supervised experience in a nu-

clear pharmacy involving the fol-
lowing— 

(A) Shipping, receiving, and per-
forming related radiation surveys; 

(B) Using and performing checks for 
proper operation of dose calibrators, 
survey meters, and, if appropriate, in-
struments used to measure alpha- or 
beta-emitting radionuclides; 

(C) Calculating, assaying, and safely 
preparing dosages for patients or 
human research subjects; 

(D) Using administrative controls to 
avoid mistakes in the administration 
of byproduct material; 

(E) Using procedures to prevent or 
minimize contamination and using 
proper decontamination procedures; 
and 

(2) Has obtained written certifi-
cation, signed by a preceptor author-
ized nuclear pharmacist, that the 
above training has been satisfactorily 
completed and that the individual has 
achieved a level of competency suffi-
cient to independently operate a nu-
clear pharmacy.

§ 35.981 Training for experienced nu-
clear pharmacists. 

A licensee may apply for and must 
receive a license amendment identi-
fying an experienced nuclear phar-
macist as an authorized nuclear phar-
macist before it allows this individual 
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to work as an authorized nuclear phar-
macist. A pharmacist who has com-
pleted a structured educational pro-
gram as specified in § 35.980(b)(1) before 
December 2, 1994, and who is working 
in a nuclear pharmacy would qualify as 
an experienced nuclear pharmacist. An 
experienced nuclear pharmacist need 
not comply with the requirements for a 
preceptor statement (§ 35.980(b)(2)) and 
recentness of training (§ 35.59) to qual-
ify as an authorized nuclear phar-
macist.

Subpart K—Other Medical Uses of 
Byproduct Material or Radi-
ation From Byproduct Material

§ 35.1000 Other medical uses of by-
product material or radiation from 
byproduct material. 

A licensee may use byproduct mate-
rial or a radiation source approved for 
medical use which is not specifically 
addressed in subparts D through H of 
this part if— 

(a) The applicant or licensee has sub-
mitted the information required by 
§ 35.12(b) through (d); and 

(b) The applicant or licensee has re-
ceived written approval from the Com-
mission in a license or license amend-
ment and uses the material in accord-
ance with the regulations and specific 
conditions the Commission considers 
necessary for the medical use of the 
material.

Subpart L—Records
§ 35.2024 Records of authority and re-

sponsibilities for radiation protec-
tion programs. 

(a) A licensee shall retain a record of 
actions taken by the licensee’s man-
agement in accordance with § 35.24(a) 
for 5 years. The record must include a 
summary of the actions taken and a 
signature of licensee management. 

(b) The licensee shall retain a copy of 
both authority, duties, and responsibil-
ities of the Radiation Safety Officer as 
required by § 35.24(e), and a signed copy 
of each Radiation Safety Officer’s 
agreement to be responsible for imple-
menting the radiation safety program, 
as required by § 35.24(b), for the dura-
tion of the license. The records must 
include the signature of the Radiation 

Safety Officer and licensee manage-
ment.

§ 35.2026 Records of radiation protec-
tion program changes. 

A licensee shall retain a record of 
each radiation protection program 
change made in accordance with 
§ 35.26(a) for 5 years. The record must 
include a copy of the old and new pro-
cedures; the effective date of the 
change; and the signature of the li-
censee management that reviewed and 
approved the change.

§ 35.2040 Records of written directives. 
A licensee shall retain a copy of each 

written directive as required by § 35.40 
for 3 years.

§ 35.2041 Records for procedures for 
administrations requiring a written 
directive 

A licensee shall retain a copy of the 
procedures required by § 35.41(a) for the 
duration of the license.

§ 35.2060 Records of calibrations of in-
struments used to measure the ac-
tivity of unsealed byproduct mate-
rial. 

A licensee shall maintain a record of 
instrument calibrations required by 
§ 35.60 for 3 years. The records must in-
clude the model and serial number of 
the instrument, the date of the calibra-
tion, the results of the calibration, and 
the name of the individual who per-
formed the calibration.

§ 35.2061 Records of radiation survey 
instrument calibrations. 

A licensee shall maintain a record of 
radiation survey instrument calibra-
tions required by § 35.61 for 3 years. The 
record must include the model and se-
rial number of the instrument, the date 
of the calibration, the results of the 
calibration, and the name of the indi-
vidual who performed the calibration.

§ 35.2063 Records of dosages of un-
sealed byproduct material for med-
ical use. 

(a) A licensee shall maintain a record 
of dosage determinations required by 
§ 35.63 for 3 years. 

(b) The record must contain— 
(1) The radiopharmaceutical; 
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(2) The patient’s or human research 
subject’s name, or identification num-
ber if one has been assigned; 

(3) The prescribed dosage, the deter-
mined dosage, or a notation that the 
total activity is less than 1.1 MBq (30 
µCi); 

(4) The date and time of the dosage 
determination; and 

(5) The name of the individual who 
determined the dosage.

§ 35.2067 Records of leaks tests and in-
ventory of sealed sources and 
brachytherapy sources. 

(a) A licensee shall retain records of 
leak tests required by § 35.67(b) for 3 
years. The records must include the 
model number, and serial number if 
one has been assigned, of each source 
tested; the identity of each source by 
radionuclide and its estimated activ-
ity; the results of the test; the date of 
the test; and the name of the indi-
vidual who performed the test. 

(b) A licensee shall retain records of 
the semi-annual physical inventory of 
sealed sources and brachytherapy 
sources required by § 35.67(g) for 3 
years. The inventory records must con-
tain the model number of each source, 
and serial number if one has been as-
signed, the identity of each source by 
radionuclide and its nominal activity, 
the location of each source, and the 
name of the individual who performed 
the inventory.

§ 35.2070 Records of surveys for ambi-
ent radiation exposure rate. 

A licensee shall retain a record of 
each survey required by § 35.70 for 3 
years. The record must include the 
date of the survey, the results of the 
survey, the instrument used to make 
the survey, and the name of the indi-
vidual who performed the survey.

§ 35.2075 Records of the release of in-
dividuals containing unsealed by-
product material or implants con-
taining byproduct material. 

(a) A licensee shall retain a record of 
the basis for authorizing the release of 
an individual in accordance with § 35.75, 
if the total effective dose equivalent is 
calculated by— 

(1) Using the retained activity rather 
than the activity administered; 

(2) Using an occupancy factor less 
than 0.25 at 1 meter; 

(3) Using the biological or effective 
half-life; or 

(4) Considering the shielding by tis-
sue. 

(b) A licensee shall retain a record 
that the instructions required by 
§ 35.75(b) were provided to a breast-feed-
ing female if the radiation dose to the 
infant or child from continued breast-
feeding could result in a total effective 
dose equivalent exceeding 5 mSv (0.5 
rem). 

(c) The records required by para-
graphs (a) and (b) of this section must 
be retained for 3 years after the date of 
release of the individual.

§ 35.2080 Records of mobile medical 
services. 

(a) A licensee shall retain a copy of 
each letter that permits the use of by-
product material at a client’s address, 
as required by § 35.80(a)(1). Each letter 
must clearly delineate the authority 
and responsibility of the licensee and 
the client and must be retained for 3 
years after the last provision of serv-
ice. 

(b) A licensee shall retain the record 
of each survey required by § 35.80(a)(4) 
for 3 years. The record must include 
the date of the survey, the results of 
the survey, the instrument used to 
make the survey, and the name of the 
individual who performed the survey.

§ 35.2092 Records of decay-in-storage. 
A licensee shall maintain records of 

the disposal of licensed materials, as 
required by § 35.92, for 3 years. The 
record must include the date of the dis-
posal, the survey instrument used, the 
background radiation level, the radi-
ation level measured at the surface of 
each waste container, and the name of 
the individual who performed the sur-
vey.

§ 35.2204 Records of molybdenum-99 
concentrations. 

A licensee shall maintain a record of 
the molybdenum-99 concentration tests 
required by § 35.204(b) for 3 years. The 
record must include, for each measured 
elution of technetium-99m, the ratio of 
the measures expressed as 
kilobecquerel of molybdenum-99 per 
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megabecquerel of technetium-99m (or 
microcuries of molybdenum per milli-
curie of technetium), the time and date 
of the measurement, and the name of 
the individual who made the measure-
ment.

§ 35.2310 Records of safety instruction. 

A licensee shall maintain a record of 
safety instructions required by §§ 35.310, 
35.410, and 35.610 for 3 years. The record 
must include a list of the topics cov-
ered, the date of the instruction, the 
name(s) of the attendee(s), and the 
name(s) of the individual(s) who pro-
vided the instruction.

§ 35.2404 Records of surveys after 
source implant and removal. 

A licensee shall maintain a record of 
the surveys required by §§ 35.404 and 
35.604 for 3 years. Each record must in-
clude the date and results of the sur-
vey, the survey instrument used, and 
the name of the individual who made 
the survey.

§ 35.2406 Records of brachytherapy 
source accountability. 

(a) A licensee shall maintain a record 
of brachytherapy source accountability 
required by § 35.406 for 3 years. 

(b) For temporary implants, the 
record must include— 

(1) The number and activity of 
sources removed from storage, the time 
and date they were removed from stor-
age, the name of the individual who re-
moved them from storage, and the lo-
cation of use; and 

(2) The number and activity of 
sources returned to storage, the time 
and date they were returned to storage, 
and the name of the individual who re-
turned them to storage. 

(c) For permanent implants, the 
record must include— 

(1) The number and activity of 
sources removed from storage, the date 
they were removed from storage, and 
the name of the individual who re-
moved them from storage; 

(2) The number and activity of 
sources not implanted, the date they 
were returned to storage, and the name 
of the individual who returned them to 
storage; and 

(3) The number and activity of 
sources permanently implanted in the 
patient or human research subject.

§ 35.2432 Records of calibration meas-
urements of brachytherapy sources. 

(a) A licensee shall maintain a record 
of the calibrations of brachytherapy 
sources required by § 35.432 for 3 years 
after the last use of the source. 

(b) The record must include— 
(1) The date of the calibration; 
(2) The manufacturer’s name, model 

number, and serial number for the 
source and the instruments used to 
calibrate the source; 

(3) The source output or activity; 
(4) The source positioning accuracy 

within the applicators; and 
(5) The signature of the authorized 

medical physicist.

§ 35.2433 Records of decay of stron-
tium-90 sources for ophthalmic 
treatments. 

(a) A licensee shall maintain a record 
of the activity of a strontium-90 source 
required by § 35.433 for the life of the 
source. 

(b) The record must include— 
(1) The date and initial activity of 

the source as determined under § 35.432; 
and 

(2) For each decay calculation, the 
date and the source activity as deter-
mined under § 35.433.

§ 35.2605 Records of installation, main-
tenance, adjustment, and repair of 
remote afterloader units, tele-
therapy units, and gamma 
stereotactic radiosurgery units. 

A licensee shall retain a record of the 
installation, maintenance, adjustment, 
and repair of remote afterloader units, 
teletherapy units, and gamma 
stereotactic radiosurgery units as re-
quired by § 35.605 for 3 years. For each 
installation, maintenance, adjustment 
and repair, the record must include the 
date, description of the service, and 
name(s) of the individual(s) who per-
formed the work.

§ 35.2610 Records of safety procedures. 

A licensee shall retain a copy of the 
procedures required by §§ 35.610(a)(4) 
and (d)(2) until the licensee no longer 
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possesses the remote afterloader, tele-
therapy unit, or gamma stereotactic 
radiosurgery unit.

§ 35.2630 Records of dosimetry equip-
ment used with remote afterloader 
units, teletherapy units, and gamma 
stereotactic radiosurgery units. 

(a) A licensee shall retain a record of 
the calibration, intercomparison, and 
comparisons of its dosimetry equip-
ment done in accordance with § 35.630 
for the duration of the license. 

(b) For each calibration, inter-
comparison, or comparison, the record 
must include— 

(1) The date; 
(2) The manufacturer’s name, model 

numbers and serial numbers of the in-
struments that were calibrated, inter-
compared, or compared as required by 
paragraphs (a) and (b) of § 35.630; 

(3) The correction factor that was de-
termined from the calibration or com-
parison or the apparent correction fac-
tor that was determined from an inter-
comparison; and 

(4) The names of the individuals who 
performed the calibration, inter-
comparison, or comparison.

§ 35.2632 Records of teletherapy, re-
mote afterloader, and gamma 
stereotactic radiosurgery full cali-
brations. 

(a) A licensee shall maintain a record 
of the teletherapy unit, remote 
afterloader unit, and gamma 
stereotactic radiosurgery unit full cali-
brations required by §§ 35.632, 35.633, 
and 35.635 for 3 years. 

(b) The record must include— 
(1) The date of the calibration; 
(2) The manufacturer’s name, model 

number, and serial number of the tele-
therapy, remote afterloader, and 
gamma stereotactic radiosurgery 
unit(s), the source(s), and the instru-
ments used to calibrate the unit(s); 

(3) The results and an assessment of 
the full calibrations; 

(4) The results of the autoradiograph 
required for low dose-rate remote 
afterloader units; and 

(5) The signature of the authorized 
medical physicist who performed the 
full calibration.

§ 35.2642 Records of periodic spot-
checks for teletherapy units. 

(a) A licensee shall retain a record of 
each periodic spot-check for tele-
therapy units required by § 35.642 for 3 
years. 

(b) The record must include— 
(1) The date of the spot-check; 
(2) The manufacturer’s name, model 

number, and serial number of the tele-
therapy unit, source and instrument 
used to measure the output of the tele-
therapy unit; 

(3) An assessment of timer linearity 
and constancy; 

(4) The calculated on-off error; 
(5) A determination of the coinci-

dence of the radiation field and the 
field indicated by the light beam local-
izing device; 

(6) The determined accuracy of each 
distance measuring and localization 
device; 

(7) The difference between the antici-
pated output and the measured output; 

(8) Notations indicating the oper-
ability of each entrance door electrical 
interlock, each electrical or mechan-
ical stop, each source exposure indi-
cator light, and the viewing and inter-
com system and doors; and 

(9) The name of the individual who 
performed the periodic spot-check and 
the signature of the authorized medical 
physicist who reviewed the record of 
the spot-check. 

(c) A licensee shall retain a copy of 
the procedures required by § 35.642(b) 
until the licensee no longer possesses 
the teletherapy unit.

§ 35.2643 Records of periodic spot-
checks for remote afterloader units. 

(a) A licensee shall retain a record of 
each spot-check for remote afterloader 
units required by § 35.643 for 3 years. 

(b) The record must include, as appli-
cable— 

(1) The date of the spot-check; 
(2) The manufacturer’s name, model 

number, and serial number for the re-
mote afterloader unit and source; 

(3) An assessment of timer accuracy; 
(4) Notations indicating the oper-

ability of each entrance door electrical 
interlock, radiation monitors, source 
exposure indicator lights, viewing and 
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intercom systems, and clock and de-
cayed source activity in the unit’s 
computer; and 

(5) The name of the individual who 
performed the periodic spot-check and 
the signature of the authorized medical 
physicist who reviewed the record of 
the spot-check. 

(c) A licensee shall retain a copy of 
the procedures required by § 35.643(b) 
until the licensee no longer possesses 
the remote afterloader unit.

§ 35.2645 Records of periodic spot-
checks for gamma stereotactic 
radiosurgery units. 

(a) A licensee shall retain a record of 
each spot-check for gamma 
stereotactic radiosurgery units re-
quired by § 35.645 for 3 years. 

(b) The record must include— 
(1) The date of the spot-check; 
(2) The manufacturer’s name, model 

number, and serial number for the 
gamma stereotactic radiosurgery unit 
and the instrument used to measure 
the output of the unit; 

(3) An assessment of timer linearity 
and accuracy; 

(4) The calculated on-off error; 
(5) A determination of trunnion cen-

tricity; 
(6) The difference between the antici-

pated output and the measured output; 
(7) An assessment of source output 

against computer calculations; 
(8) Notations indicating the oper-

ability of radiation monitors, helmet 
microswitches, emergency timing cir-
cuits, emergency off buttons, electrical 
interlocks, source exposure indicator 
lights, viewing and intercom systems, 
timer termination, treatment table re-
traction mechanism, and stereotactic 
frames and localizing devices 
(trunnions); and 

(9) The name of the individual who 
performed the periodic spot-check and 
the signature of the authorized medical 
physicist who reviewed the record of 
the spot-check. 

(c) A licensee shall retain a copy of 
the procedures required by § 35.645(b) 
until the licensee no longer possesses 
the gamma stereotactic radiosurgery 
unit.

§ 35.2647 Records of additional tech-
nical requirements for mobile re-
mote afterloader units. 

(a) A licensee shall retain a record of 
each check for mobile remote 
afterloader units required by § 35.647 for 
3 years. 

(b) The record must include— 
(1) The date of the check; 
(2) The manufacturer’s name, model 

number, and serial number of the re-
mote afterloader unit; 

(3) Notations accounting for all 
sources before the licensee departs 
from a facility; 

(4) Notations indicating the oper-
ability of each entrance door electrical 
interlock, radiation monitors, source 
exposure indicator lights, viewing and 
intercom system, applicators, source 
transfer tubes, and transfer tube appli-
cator interfaces, and source positioning 
accuracy; and 

(5) The signature of the individual 
who performed the check.

§ 35.2652 Records of surveys of thera-
peutic treatment units. 

(a) A licensee shall maintain a record 
of radiation surveys of treatment units 
made in accordance with § 35.652 for the 
duration of use of the unit. 

(b) The record must include— 
(1) The date of the measurements; 
(2) The manufacturer’s name, model 

number and serial number of the treat-
ment unit, source, and instrument used 
to measure radiation levels; 

(3) Each dose rate measured around 
the source while the unit is in the off 
position and the average of all meas-
urements; and 

(4) The signature of the individual 
who performed the test.

§ 35.2655 Records of 5-year inspection 
for teletherapy and gamma 
stereotactic radiosurgery units. 

(a) A licensee shall maintain a record 
of the 5-year inspections for tele-
therapy and gamma stereotactic 
radiosurgery units required by § 35.655 
for the duration of use of the unit. 

(b) The record must contain— 
(1) The inspector’s radioactive mate-

rials license number; 
(2) The date of inspection; 
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3 The commercial telephone number of the 
NRC Operations Center is (301) 951–0550.

(3) The manufacturer’s name and 
model number and serial number of 
both the treatment unit and source; 

(4) A list of components inspected 
and serviced, and the type of service; 
and 

(5) The signature of the inspector.

Subpart M—Reports
§ 35.3045 Report and notification of a 

medical event. 
(a) A licensee shall report any event, 

except for an event that results from 
patient intervention, in which the ad-
ministration of byproduct material or 
radiation from byproduct material re-
sults in— 

(1) A dose that differs from the pre-
scribed dose or dose that would have 
resulted from the prescribed dosage by 
more than 0.05 Sv (5 rem) effective dose 
equivalent, 0.5 Sv (50 rem) to an organ 
or tissue, or 0.5 Sv (50 rem) shallow 
dose equivalent to the skin; and 

(i) The total dose delivered differs 
from the prescribed dose by 20 percent 
or more; 

(ii) The total dosage delivered differs 
from the prescribed dosage by 20 per-
cent or more or falls outside the pre-
scribed dosage range; or 

(iii) The fractionated dose delivered 
differs from the prescribed dose, for a 
single fraction, by 50 percent or more. 

(2) A dose that exceeds 0.05 Sv (5 rem) 
effective dose equivalent, 0.5 Sv (50 
rem) to an organ or tissue, or 0.5 Sv (50 
rem) shallow dose equivalent to the 
skin from any of the following— 

(i) An administration of a wrong ra-
dioactive drug containing byproduct 
material; 

(ii) An administration of a radio-
active drug containing byproduct ma-
terial by the wrong route of adminis-
tration; 

(iii) An administration of a dose or 
dosage to the wrong individual or 
human research subject; 

(iv) An administration of a dose or 
dosage delivered by the wrong mode of 
treatment; or 

(v) A leaking sealed source. 
(3) A dose to the skin or an organ or 

tissue other than the treatment site 
that exceeds by 0.5 Sv (50 rem) to an 
organ or tissue and 50 percent or more 
of the dose expected from the adminis-

tration defined in the written directive 
(excluding, for permanent implants, 
seeds that were implanted in the cor-
rect site but migrated outside the 
treatment site). 

(b) A licensee shall report any event 
resulting from intervention of a pa-
tient or human research subject in 
which the administration of byproduct 
material or radiation from byproduct 
material results or will result in unin-
tended permanent functional damage 
to an organ or a physiological system, 
as determined by a physician. 

(c) The licensee shall notify by tele-
phone the NRC Operations Center 3 no 
later than the next calendar day after 
discovery of the medical event.

(d) The licensee shall submit a writ-
ten report to the appropriate NRC Re-
gional Office listed in § 30.6 of this 
chapter within 15 days after discovery 
of the medical event. 

(1) The written report must include— 
(i) The licensee’s name; 
(ii) The name of the prescribing phy-

sician; 
(iii) A brief description of the event; 
(iv) Why the event occurred; 
(v) The effect, if any, on the indi-

vidual(s) who received the administra-
tion; 

(vi) What actions, if any, have been 
taken or are planned to prevent recur-
rence; and 

(vii) Certification that the licensee 
notified the individual (or the individ-
ual’s responsible relative or guardian), 
and if not, why not. 

(2) The report may not contain the 
individual’s name or any other infor-
mation that could lead to identifica-
tion of the individual. 

(e) The licensee shall provide notifi-
cation of the event to the referring 
physician and also notify the indi-
vidual who is the subject of the med-
ical event no later than 24 hours after 
its discovery, unless the referring phy-
sician personally informs the licensee 
either that he or she will inform the in-
dividual or that, based on medical 
judgment, telling the individual would 
be harmful. The licensee is not re-
quired to notify the individual without 
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first consulting the referring physi-
cian. If the referring physician or the 
affected individual cannot be reached 
within 24 hours, the licensee shall no-
tify the individual as soon as possible 
thereafter. The licensee may not delay 
any appropriate medical care for the 
individual, including any necessary re-
medial care as a result of the medical 
event, because of any delay in notifica-
tion. To meet the requirements of this 
paragraph, the notification of the indi-
vidual who is the subject of the med-
ical event may be made instead to that 
individual’s responsible relative or 
guardian. If a verbal notification is 
made, the licensee shall inform the in-
dividual, or appropriate responsible 
relative or guardian, that a written de-
scription of the event can be obtained 
from the licensee upon request. The li-
censee shall provide such a written de-
scription if requested. 

(f) Aside from the notification re-
quirement, nothing in this section af-
fects any rights or duties of licensees 
and physicians in relation to each 
other, to individuals affected by the 
medical event, or to that individual’s 
responsible relatives or guardians. 

(g) A licensee shall: 
(1) Annotate a copy of the report pro-

vided to the NRC with the: 
(i) Name of the individual who is the 

subject of the event; and 
(ii) Social security number or other 

identification number, if one has been 
assigned, of the individual who is the 
subject of the event; and 

(2) Provide a copy of the annotated 
report to the referring physician, if 
other than the licensee, no later than 
15 days after the discovery of the 
event.

§ 35.3047 Report and notification of a 
dose to an embryo/fetus or a nurs-
ing child. 

(a) A licensee shall report any dose to 
an embryo/fetus that is greater than 50 
mSv (5 rem) dose equivalent that is a 
result of an administration of byprod-
uct material or radiation from byprod-
uct material to a pregnant individual 
unless the dose to the embryo/fetus was 
specifically approved, in advance, by 
the authorized user. 

(b) A licensee shall report any dose to 
a nursing child that is a result of an 

administration of byproduct material 
to a breast-feeding individual that— 

(1) Is greater than 50 mSv (5 rem) 
total effective dose equivalent; or 

(2) Has resulted in unintended perma-
nent functional damage to an organ or 
a physiological system of the child, as 
determined by a physician. 

(c) The licensee shall notify by tele-
phone the NRC Operations Center no 
later than the next calendar day after 
discovery of a dose to the embryo/fetus 
or nursing child that requires a report 
in paragraphs (a) or (b) in this section. 

(d) The licensee shall submit a writ-
ten report to the appropriate NRC Re-
gional Office listed in § 30.6 of this 
chapter within 15 days after discovery 
of a dose to the embryo/fetus or nurs-
ing child that requires a report in para-
graphs (a) or (b) in this section. 

(1) The written report must include— 
(i) The licensee’s name; 
(ii) The name of the prescribing phy-

sician; 
(iii) A brief description of the event; 
(iv) Why the event occurred; 
(v) The effect, if any, on the embryo/

fetus or the nursing child; 
(vi) What actions, if any, have been 

taken or are planned to prevent recur-
rence; and 

(vii) Certification that the licensee 
notified the pregnant individual or 
mother (or the mother’s or child’s re-
sponsible relative or guardian), and if 
not, why not. 

(2) The report must not contain the 
individual’s or child’s name or any 
other information that could lead to 
identification of the individual or 
child. 

(e) The licensee shall provide notifi-
cation of the event to the referring 
physician and also notify the pregnant 
individual or mother, both hereafter 
referred to as the mother, no later than 
24 hours after discovery of an event 
that would require reporting under 
paragraph (a) or (b) of this section, un-
less the referring physician personally 
informs the licensee either that he or 
she will inform the mother or that, 
based on medical judgment, telling the 
mother would be harmful. The licensee 
is not required to notify the mother 

VerDate Dec<13>2002 13:04 Feb 18, 2003 Jkt 200028 PO 00000 Frm 00610 Fmt 8010 Sfmt 8010 Y:\SGML\200028T.XXX 200028T



611

Nuclear Regulatory Commission § 35.4002 

without first consulting with the refer-
ring physician. If the referring physi-
cian or mother cannot be reached with-
in 24 hours, the licensee shall make the 
appropriate notifications as soon as 
possible thereafter. The licensee may 
not delay any appropriate medical care 
for the embryo/fetus or for the nursing 
child, including any necessary reme-
dial care as a result of the event, be-
cause of any delay in notification. To 
meet the requirements of this para-
graph, the notification may be made to 
the mother’s or child’s responsible rel-
ative or guardian instead of the moth-
er. If a verbal notification is made, the 
licensee shall inform the mother, or 
the mother’s or child’s responsible rel-
ative or guardian, that a written de-
scription of the event can be obtained 
from the licensee upon request. The li-
censee shall provide such a written de-
scription if requested. 

(f) A licensee shall: 
(1) Annotate a copy of the report pro-

vided to the NRC with the: 
(i) Name of the pregnant individual 

or the nursing child who is the subject 
of the event; and 

(ii) Social security number or other 
identification number, if one has been 
assigned, of the pregnant individual or 
the nursing child who is the subject of 
the event; and 

(2) Provide a copy of the annotated 
report to the referring physician, if 
other than the licensee, no later than 
15 days after the discovery of the 
event.

§ 35.3067 Report of a leaking source. 

A licensee shall file a report within 5 
days if a leak test required by § 35.67 re-
veals the presence of 185 Bq ( 0.005 µCi) 
or more of removable contamination. 
The report must be filed with the ap-
propriate NRC Regional Office listed in 
§ 30.6 of this chapter, with a copy to the 
Director, Office of Nuclear Material 
Safety and Safeguards, U.S. Nuclear 
Regulatory Commission, Washington, 
DC 20555–0001. The written report must 
include the model number and serial 
number if assigned, of the leaking 
source; the radionuclide and its esti-
mated activity; the results of the test; 

the date of the test; and the action 
taken.

Subpart N—Enforcement

§ 35.4001 Violations. 
(a) The Commission may obtain an 

injunction or other court order to pre-
vent a violation of the provisions of— 

(1) The Atomic Energy Act of 1954, as 
amended; 

(2) Title II of the Energy Reorganiza-
tion Act of 1974, as amended; or 

(3) A regulation or order issued under 
those Acts. 

(b) The Commission may obtain a 
court order for the payment of a civil 
penalty imposed under Section 234 of 
the Atomic Energy Act: 

(1) For violations of— 
(i) Sections 53, 57, 62, 63, 81, 82, 101, 

103, 104, 107, or 109 of the Atomic En-
ergy Act of 1954, as amended; 

(ii) Section 206 of the Energy Reorga-
nization Act; 

(iii) Any rule, regulation, or order 
issued under the sections specified in 
paragraph (b)(1)(i) of this section; 

(iv) Any term, condition, or limita-
tion of any license issued under the 
sections specified in paragraph (b)(1)(i) 
of this section. 

(2) For any violation for which a li-
cense may be revoked under Section 
186 of the Atomic Energy Act of 1954, as 
amended.

§ 35.4002 Criminal penalties. 
(a) Section 223 of the Atomic Energy 

Act of 1954, as amended, provides for 
criminal sanctions for willful violation 
of, attempted violation of, or con-
spiracy to violate, any regulation 
issued under sections 161b, 161i, or 161o 
of the Act. For purposes of Section 223, 
all the regulations in 10 CFR part 35 
are issued under one or more of sec-
tions 161b, 161i, or 161o, except for the 
sections listed in paragraph (b) of this 
section. 

(b) The regulations in 10 CFR part 35 
that are not issued under subsections 
161b, 161i, or 161o for the purposes of 
Section 223 are as follows: §§ 35.1, 35.2, 
35.7, 35.8, 35.12, 35.15, 35.18, 35.19, 35.65, 
35.100, 35.200, 35.300, 35.4001, and 35.4002.
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